We are IntechOpen, the world’s leading publisher of Open Access books
Built by scientists, for scientists

4,400
Open access books available

117,000
International authors and editors

130M
Downloads

154
Countries delivered to

TOP 1%
Our authors are among the most cited scientists

12.2%
Contributors from top 500 universities

WEB OF SCIENCE™
Selection of our books indexed in the Book Citation Index
in Web of Science™ Core Collection (BKCI)

Interested in publishing with us?
Contact book.department@intechopen.com

Numbers displayed above are based on latest data collected.
For more information visit www.intechopen.com
1. Introduction

The linear variable differential transformer is one of the most widely used transducers for measuring linear displacement. It offers many advantages over potentiometric linear transducers such as frictionless measurement, infinite mechanical life, excellent resolution and good repeatability (Herceg, 1972). Its main disadvantages are its dynamic response and the effects of the exciting frequency. General guidelines regarding the selection of an LVDT for a certain application can be found in (Herceg, 2006).

The LVDT is also used as a secondary transducer in various measurement systems. A primary transducer is used to convert the measurand into a displacement. The LVDT is then used to measure that displacement. Examples are:

1. Pressure measurement whereby the displacement of a diaphragm or Bourdon tube is detected by the LVDT (e.g., diaphragm type pressure transducer, (Daly et al., 1984)).
2. Acceleration measurement whereby the displacement of a mass is measured by the LVDT (e.g., LVDT used within an accelerometer, (Morris, 2001)).
3. Force measurement whereby the displacement of an elastic element subjected to the force is measured by the LVDT (e.g., ring type load cell, (Daly et al., 1984)).

The classical method of LVDT analysis and design is based on the use of approximate equations as shown in (Herceg, 1972) and (Popovic et al., 1999). These equations suffer from inaccuracy especially from end effects. More novel methods for design employ finite element methods (Syulski et al., 1992), artificial neural networks (Mishra et al., 2006) and (Mishra et al., 2005). The dynamic response of the LVDT is discussed in (Doebelin, 2003). The LVDT has also been integrated into linear actuators (Wu et al., 2008).

2. General overview

A diagram showing the dimensional parameters of the LVDT is shown in Figure 1 below. The important parameters that are taken into consideration in the design of the LVDT are listed below.

1. The length of the primary coil, \( l_p \).
2. The length of the secondary coil, \( l_s \). It is assumed that both secondaries have the same length.
3. The length of the core, \( l_c \).
4. The diameter of the core, \( r_c \).
5. The inner diameter of the coils, \( r_i \). It is assumed that the primary and both secondaries have the same inner radius.
6. The outer diameter of the coils, \( r_o \). It is assumed that the primary and both secondaries have the same outer diameter.
7. The separation of the wires (centre to centre), \( w_s \). It is important to note that the diameter of the wire itself is not taken into consideration and is assumed to be less than the separation (centre to centre). This is the best arrangement as it makes an allowance for the insulation of the wire. The diameter of the wire affects the effective overall resistance of the coil. As shown in Figure 1, it can be seen that the wires are assumed to be arranged in rows and columns.
8. The excitation frequency, \( f \).
9. The primary current peak value, \( I \). A sinusoidal waveform is applied to the primary in order to achieve a peak value of current \( I \).
10. The separation between the coils, \( c_s \). This parameter is important, as the former (spindle) on which the three coils are wound must have some thickness to retain its structural integrity.
11. The material of the rod has been assumed to be pure iron with a relative permeability \( \mu_r \) of 14 000.

![Diagram showing the critical dimensions of the LVDT model](https://www.intechopen.com)

**3. Objectives and methodology**

The main objective of this piece of work is to develop a methodology for the design and verification of the linear variable differential transformer, using MATLAB to control and communicate with a magnetic finite element analysis tool. The methodology involves the following elements:
1. The capturing and coding of a number of rules of thumb that are used to find initial suitable values for the primary, secondaries and core length in relationship to the required stroke. These rules of thumb have been based on industrial experience.

2. The use of a finite element model (finite element magnetic tool) that is used to find the total flux linkage between the primary and the two secondaries based on a certain position of the core.

3. The use of MATLAB as a control tool to call the finite element modeling tool in order to find the output voltage of the two secondaries at each core position. MATLAB is then used to repeat this process until the full curve is produced.

4. A MATLAB based graphical user interface (GUI) has also been developed to act as a user friendly platform allowing the user to enter the required specification and to derive the output voltage characteristics.

5. Theoretical verification has been carried out, whereby the equation for the total flux linkage between two loops has been developed and then checked against the output of the finite element model to ensure that it is producing correct results.

6. In order to provide practical verification, an LVDT has then been built and the output measured and compared with the theoretical finite element outputs.

4. FEMM based model

The aim of the modeling methodology is to derive the transfer characteristic of an LVDT with certain dimensions and parameters. The transfer characteristic (or output characteristic) is a relationship between the displacement of the core and the output resultant dc voltage. It is assumed that the two ac signals from the two secondaries are processed by full wave rectifying them, smoothing the signals and then subtracting them.

![Image](www.intechopen.com)
The FEMM (Finite Element Method, Magnetic) software is used to model the LVDT and find the total coupling flux from the primary to each of the secondaries at each position of the core. The total coupled flux is then divided by the primary core current to find the mutual inductance at this specific core position. By knowing the mutual inductance between the primary and each of the secondaries at a certain core position, the two output ac voltages can be found and hence the dc output voltage could be found. This process is then repeated for many other positions of the core, and the total transfer characteristic is then plotted.

The MATLAB software controls the whole process. It acts as the main controller to call the finite element magnetic tool and generate a point by point plot of the secondary output voltage at each point that corresponds to the position of the rod. Figure 2 shows the model of an LVDT within FEMM. It only shows half of the LVDT assuming symmetry between the two halves (left and right).

Using the FEMM software a large number of runs is carried out. These runs are automated using MATLAB. Starting values for all the parameters are used and these are referred to as the default parameters. Then one of the variable parameters is varied while all of the other parameters are kept constant.

<table>
<thead>
<tr>
<th>Symbol</th>
<th>Description</th>
<th>Default value</th>
<th>variable/fixed</th>
<th>Range</th>
</tr>
</thead>
<tbody>
<tr>
<td>( l_p )</td>
<td>length of the primary coil</td>
<td>80 mm</td>
<td>variable</td>
<td>26 to 133 mm (10 values)</td>
</tr>
<tr>
<td>( l_s )</td>
<td>length of the secondary coil</td>
<td>75 mm</td>
<td>variable</td>
<td>36 to 125 mm (9 values)</td>
</tr>
<tr>
<td>( l_c )</td>
<td>The length of the core</td>
<td>130 mm</td>
<td>variable</td>
<td>62 to 216 mm (9 values)</td>
</tr>
<tr>
<td>( r_c )</td>
<td>The radius of the core</td>
<td>4.5 mm</td>
<td>variable</td>
<td>2.1 to 7.5 mm (9 values)</td>
</tr>
<tr>
<td>( r_i )</td>
<td>The inner radius of the coils</td>
<td>10 mm</td>
<td>variable</td>
<td>4.8 to 16.7 mm (9 values)</td>
</tr>
<tr>
<td>( r_o )</td>
<td>The outer radius of the coils</td>
<td>35 mm</td>
<td>variable</td>
<td>16.8 to 58.3 mm (9 values)</td>
</tr>
<tr>
<td>( w_s )</td>
<td>The separation of the wires (centre to centre)</td>
<td>0.3 mm</td>
<td>variable</td>
<td>0.14 to 0.50 mm (9 values)</td>
</tr>
<tr>
<td>( f )</td>
<td>The excitation frequency</td>
<td>50 Hz</td>
<td>fixed</td>
<td>Not applicable</td>
</tr>
<tr>
<td>( I )</td>
<td>The primary current peak value</td>
<td>50 mA</td>
<td>fixed</td>
<td>Not applicable</td>
</tr>
<tr>
<td>( c_s )</td>
<td>The separation between the coils</td>
<td>5 mm</td>
<td>fixed</td>
<td>Not applicable</td>
</tr>
<tr>
<td>( \mu_r )</td>
<td>Relative permeability of the core</td>
<td>14 000</td>
<td>fixed</td>
<td>Not applicable</td>
</tr>
</tbody>
</table>

Table 1. Parameters of the LVDT modelling.

### 4.1 Generation of a set of curves

In order to generate a set of curves that show the change of the output characteristic with the change of certain design parameters, a number of curves have been generated as follows.
Each variable is changed 9 times within the range, while keeping all other parameters fixed. Figure 3, Figure 4, Figure 5, Figure 6, Figure 7, Figure 8 and Figure 9 show the effect on the transfer characteristic of changing the primary length, secondary length, core length, core radius, coil inner radius, coil outer radius and wire separation respectively.

Fig. 3. Effect of the length of the primary coil on the transfer characteristic.

Fig. 4. Effect of the length of the secondary coil on the transfer characteristic.
Fig. 5. Effect of the length of the core on the transfer characteristic.

Fig. 6. Effect of the radius of the core on the transfer characteristic.
Fig. 7. Effect of the inner radius of the coils on the transfer characteristic.

Fig. 8. Effect of the outer radius of the coils on the transfer characteristic.
Fig. 9. Effect of the wire separation on the transfer characteristic.

MATLAB code has been used to automate the process of varying the parameters and to call the finite element modeling magnetic software. A parameter that is specific to the finite element software used is the so-called coarseness factor \( c \). Larger values of this variable result in finer graining. This is set to 18.

The two main characteristics of the LVDT that can be drawn from the graphs above are the sensitivity (mV/mm/V) and the stroke (mm). These are discussed in the next section.

4.2 Effect of parameters on stroke and sensitivity

The information gathered in the graphs generated in the last sub-section can be used to draw some general conclusions regarding the stroke and the sensitivity. The stroke is expressed in mm and the sensitivity is expressed in units of mV/mm/V (i.e., mV output volts dc for every mm core displacement for every voltage of excitation on the primary).

The effects of the primary length, secondary length, core length and outer coil radius on the stroke are shown in Figure 10, Figure 11, Figure 12 and Figure 13 respectively. It can be seen that the stroke increases with the length of the all of the four parameters, although it does flatten off in case of the secondary length.

The effects of the primary length, secondary length, core length and outer coil radius on the sensitivity have been shown in Figure 14, Figure 15, Figure 16 and Figure 17 respectively. The sensitivity is measured as the slope of the transfer characteristic at the null point.

It can be seen that the sensitivity increases with the secondary length and the core length and decreases with the primary length and the outer radius of the coils.
Fig. 10. Effect of the length of the primary coil on the stroke.

Fig. 11. Effect of the length of the secondary coil on the stroke.
Fig. 12. Effect of the length of the core on the stroke.

Fig. 13. Effect of the outer radius of the coils on the stroke.
Fig. 14. Effect of the length of the primary coil on the sensitivity.

Fig. 15. Effect of the length of the secondary coil on the sensitivity.
Fig. 16. Effect of the length of the core on the sensitivity.

Fig. 17. Effect of the outer radius of the coils on the sensitivity.
5. Matlab GUI as a LVDT design tool

In order to automate the design process, a MATLAB graphical user interface (GUI) has been developed in order to provide a user friendly platform that allows the user to enter all the required parameters and run the LVDT. The software behind the GUI includes the rules of thumb, as well as suggested default values to the user. The output generated by the GUI is the output voltage curve plotted against the position of the rod. An example of a GUI screen is shown below.

![Graphical User Interface](image)

Fig. 18. Graphical User Interface.

6. Formulae for the flux linkage between two loops

In order to carry out a partial verification of the MATLAB/FEA model, an analytical method has been developed in order to find the expected output of each secondary based on the dimensions of the LVDT and the current in the primary. The basic model uses two concentric loops as shown Figure 19. One loop carries a certain current, and the flux linking the other loop is required. The aim is to find the total flux linked from one loop to another loop.

Let it be assumed that:

1. The radius of the first loop is $A$
2. The radius of the second loop is $B$
3. The current in the first loop is $i$
4. The two loops are concentric and separated by a distance $h$
5. The permittivity of the medium separating them is $\mu$

The two loops lie in two parallel planes and are concentric as shown in Figure 19 below.
Let us assume that loop A carries a current $i$. We will take a small length of current carrying conductor on loop A that has a length $dl$ (Figure 21).
We shall take a small section of the large loop, denoted as $dl$ (vector) that carries a current $i$. The first step is to find the resultant magnetic flux density caused by a small section of the large loop $dl$ (located at point $x$) at a point inside the smaller loop, denoted as point $y$ (Figure 20). The point $y$ has been taken inside the smaller loop on the $y$ axis (without any
loss of generality) at a distance $b$ from the centre of the loop. The vector connecting points $x$ and $y$ represents the direction of the resultant magnetic flux density (Figure 22).

We shall denote the vector that connects points $x$ to $y$ as $\mathbf{R}$. Using Biot-savart law gives:

$$\mathbf{dB} = \frac{\mu \cdot i \cdot \mathbf{d} \times \mathbf{R}}{4 \cdot \pi \cdot R^3}$$

(1)

The coordinates of point $x$ are:

$$(0, A \cdot \cos \theta, A \cdot \sin \theta)$$

(2)

The coordinates of point $y$ are:

$$(h, b, 0)$$

(3)

The magnitude of $\mathbf{R}$ can be calculated as follows:

$$|\mathbf{R}| = \sqrt{h^2 + (A \cdot \cos \theta - b)^2 + (A \cdot \sin \theta)^2}$$

(4)

$$|\mathbf{R}| = \sqrt{h^2 + A^2 \cdot \cos^2 \theta - 2hA \cdot \cos \theta + b^2 + A^2 \cdot \sin^2 \theta}$$

$$= \sqrt{h^2 + A^2 + b^2 - 2hA \cdot \cos \theta}$$

(5)

This gives us the magnitude of $\mathbf{R}$. We next find the components of the two vectors, $\mathbf{R}$ and $\mathbf{d}l$:

$$\mathbf{R} = [h \quad b - A \cdot \cos \theta \quad -A \cdot \sin \theta]$$

(6)

$$\mathbf{d}l = [0 \quad -A \cdot \sin \theta \cdot d\theta \quad A \cdot \cos \theta \cdot d\theta]$$

(7)

We now turn to find the cross product of these two elements (note that we will only evaluate the $x$ component as this is the component that is of interest to us).

$$\mathbf{dB}_i = \frac{\mu \cdot i \cdot d\theta \cdot (A^2 - A \cdot b \cdot \cos \theta)}{4 \cdot \pi \cdot (h^2 + A^2 + b^2 - 2A \cdot b \cdot \cos \theta)^{3/2}}$$

(8)

We have taken the $x$ direction only as this is the direction that is perpendicular to the area of the smaller loop. This effect is only caused by a small strip $dl$ of the larger loop. In order to find the effect of the whole larger loop on the point $y$, we need to integrate around the larger loop. This is done as follows:

$$\mathbf{dB}_{\text{loop}} = \int_{0}^{2\pi} \frac{\mu \cdot i \cdot (A^2 - A \cdot b \cdot \cos \theta)}{4 \cdot \pi \cdot (h^2 + A^2 + b^2 - 2A \cdot b \cdot \cos \theta)^{3/2}} d\theta$$

(9)

If we now take an annulus of radius $b$ inside the smaller loop, we can see that by symmetry, the value of the magnetic flux density component that is perpendicular to the area of the
loop is constant everywhere on the annulus (Figure 23). We can now calculate the total flux that is passing through this annulus caused by the current $i$ in the large loop. We shall set the width of this annulus as $db$ and its radius as $b$.

![Figure 23. Annulus in loop B.](image)

So the total flux through the annulus can be found by multiplying the value of the magnetic flux density by the area of the annulus:

$$d\Phi_{\text{annulus}} = 2 \cdot \pi \cdot b \left\{ 2\pi \int_{0}^{\frac{2\pi}{3}} \frac{\mu \cdot i \cdot (A^2 - A \cdot b \cdot \cos \theta)}{4 \cdot \pi \cdot (h^2 + A^2 + b^2 - 2 \cdot A \cdot b \cdot \cos \theta)^2} \, d\theta \right\} \, db$$

(10)

So the total flux in the smaller loop can now be found by integrating over $b$ from the value of $b$ equal to 0 up to the radius of the smaller loop $B$.

$$\Phi = \int_{0}^{B} \left\{ 2 \cdot \pi \cdot b \left\{ 2\pi \int_{0}^{\frac{2\pi}{3}} \frac{\mu \cdot i \cdot (A^2 - A \cdot b \cdot \cos \theta)}{4 \cdot \pi \cdot (h^2 + A^2 + b^2 - 2 \cdot A \cdot b \cdot \cos \theta)^2} \, d\theta \right\} \, db \right\}$$

(11)

$$\Phi = \int_{0}^{B} \left\{ 2 \cdot \pi \cdot \mu \cdot i \cdot b \left\{ 2\pi \int_{0}^{\frac{2\pi}{3}} \frac{A^2 - A \cdot b \cdot \cos \theta}{4 \cdot \pi \cdot (h^2 + A^2 + b^2 - 2 \cdot A \cdot b \cdot \cos \theta)^2} \, d\theta \right\} \, db \right\}$$

(12)

Simplifying gives the final result:
\[
\Phi = \int_{0}^{2\pi} \frac{\mu \cdot i \cdot b \cdot (A^2 - A \cdot b \cdot \cos \theta)}{2 \cdot (h^2 + A^2 + b^2 - 2 \cdot A \cdot b \cdot \cos \theta)^{3/2}} \, db
\]  
(13)

The formula shown above cannot be solved analytically. MATLAB is used to evaluate the double integral.

Verification was carried out between the formula above implemented in MATLAB for a primary and a secondary without an inserted core and the output of FEMM. A numerical example is shown below. It shows excellent agreement between the analytical formula used in (13) and the output of the FEMM.

The parameters and results of the numerical example are as follows:

- Primary excitation current: 30 mA
- Radius of primary loop: 25 mm
- Radius of secondary loop: 15 mm
- Distance between loops: 80 mm
- Flux linkage
  - FEMM: 1.37551e-11 Wb
  - MATLAB (double integration equation): 1.3558e-11 Wb

7. Practical verification

A practical verification of the results from the MATLAB/FEA model and the analytical equation within MATLAB was then carried out. A model of the LVDT is built and tested. The results are compared and verified with outputs from the models.

Figure 24 shows the output voltage as a function of the displacement of the core. This has been carried out at an excitation frequency of 100 Hz. As the frequency is increased it is noted that a larger discrepancy between the expected and actual outputs exists. The explanation for this discrepancy is the eddy current losses with the core (which is a conducting material as well as being ferromagnetic). Eddy current losses are not currently modeled and this will be necessary in order to fully quantify the expected eddy current losses.

8. Conclusions

A methodology has been developed that allows the user to design and verify the output of an LVDT. A finite element magnetic model in conjunction with MATLAB has been developed that allows the user to design an LVDT and produce the expected output characteristics. A graphical user interface has been added to the software to facilitate data entry and design visualization.

Analytical and practical verification has been carried out. Good agreement has been achieved via the analytical verification. However, a discrepancy has been noted in the practical verification caused by the Eddy current losses (as it seems to increase with the frequency). This requires further investigation and modeling.

Sensitivity analysis has been carried out on some of the design parameters. General conclusions have been drawn showing the effect of the primary coil length, secondary coil...
Fig. 24. Output voltage from one secondary as the core is displaced.

length, core length and outer radius of the coils on both the stroke and the sensitivity of the LVDT

9. Further work

Further work is still needed in the following areas:
1. The seven variables that are varied are varied one at a time, keeping all the other parameters fixed. It is now the intention to vary all parameters at the same time to see the overall effect on the transfer characteristic.
2. Four of the parameters are kept constant. Further work is needed to understand the effect of varying them on the transfer characteristic. Of particular importance is the effect of the frequency on the design (Herceg, 2006).
3. The range of variation of the variables was restricted. More readings are needed outside the range used in order to draw more general conclusions.
4. Variation of the variables is needed in pairs to see the relative importance of these variables. For example, the length of the core in relation to the primary as a ratio could be more important than the absolute values of the two variables.
5. Further experimental verification is required. Moreover, modeling of the Eddy current losses is required in order to quantify the effect of the excitation frequency on the discrepancy between the expected output voltage and the measured output voltage.
6. Further investigation is required into the possibility of combining a linear electromagnetic actuator with an LVDT in the same hardware as discussed in (Wu et al., 1999). This offers a very compact closed loop linear electromagnetic actuator.

10. Acknowledgement

The practical verification and the analytical numerical example shown in this piece of work have been based on the graduation project work by a group of Mechatronics Engineering students at the University of Jordan. The members of the group are:
11. References

The book presents several approaches in the key areas of practice for which the MATLAB software package was used. Topics covered include applications for:-Motors -Power systems -Robots -Vehicles The rapid development of technology impacts all areas. Authors of the book chapters, who are experts in their field, present interesting solutions of their work. The book will familiarize the readers with the solutions and enable the readers to enlarge them by their own research. It will be of great interest to control and electrical engineers and students in the fields of research the book covers.

How to reference
In order to correctly reference this scholarly work, feel free to copy and paste the following:
