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1. Introduction
Breast cancer is the leading cause of cancer mortality among middle aged women. Survival
and recovery depend on early diagnosis. At present mammography is one of the most
reliable methods for early breast cancer detection. However relevance of diagnosis is highly
correlated to image quality of the mammographic system. Hence periodic controls in
mammographic facilities are necessary in order to make sure they work properly. In
particular global image quality is evaluated from a mammographic phantom film. A
phantom is an object with the same anatomic shape and radiological response as an average
dense fleshed breast and in which are embedded structures that mimic clinically relevant
features such as microcalcifications, nodules and fibrils. For each category of features, the
targets have progressively smaller sizes and contrast so that the largest one is the most
readily visible and the next is less visible and so on. Using a phantom makes it possible to
free from the variable of differences in breast tissue positioning and level of compression
from patient to patient. The process is as follows: the mammographic phantom film is
analysed independently by several readers and a score is obtained by each of them
depending on the number of objects they see. The independent object visibility scores are
then averaged and the resulting score is assigned to the phantom film.
Automating this score by using computer image processing of digitized phantom films should
make the evaluation of mammographic facilities easier and less subjective. In addition image
processing should enable us to take into account other parameters such as, for instance, noise,
texture and shape of the targets that a reader eye cannot estimate quantitatively, and so to
perform a more elaborate analysis. In collaboration with ARCADES (Association pour la
Recherche et le Dépistage des Cancers du Sein et du col de l’utérus) which set, since 1989, a
breast cancer screening program in South of France, a project aimed at automating phantom
film evaluation is in progress. Such a project consists first in digitizing phantom films with the
adequate spatial resolution and then in processing the obtained images in order to detect,
segment and characterize the objects contained in the phantom.
Little work has been done to automate quality control in mammographic facilities. Fast
Fourier transform is used (Brooks et al., 1997) to establish some visibility criteria for the
phantom test object. (Chakraborty et al., 1997) compares phantom images with a pattern
image to obtain relations between some of the image parameters and the physical conditions
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in which the images have been obtained. His work concerned only microcalcifications.
(Dougherty, 1998) studies the most prominent microcalcification group and the most
prominent mass using a manual threshold and some mathematical morphology operators.
(Castellano et al., 1998) used binary masks to locate microcalcifications and they studied
image resolution scales contained in the phantom. (Blot et al., 2003) used grey level cooccurrence matrices to score structures embedded in the phantom. (Mayo et al., 2004) used
region growing and morphological operators to segment and characterize
microcalcifications. They also studied horizontal resolution areas using morphological
operators. This chapter presents a feasibility study aiming at automating phantom scoring
using image processing techniques on digitized phantom films.
In the following sections, we describe the phantom used, the mammographic phantom
image acquisition and digitization, the noise reduction and the contrast enhancement
schemes used for processing phantom images, the segmentation step for each object
(microcalcifications, masses and fibres) and the results obtained on nine phantoms films.

2. Description, acquisition and digitization of phantom films
2.1 Phantom description
The phantom used in this study is the MTM 100/R (Computerized Imaging Reference
Systems, Inc., 2428 Almeda Avenue Suite 212, Norfolk, VA 23513, U.S.A., Phantom Serial
Number: 2788). The MTM 100/R is used in France for Mammography Accreditation. It is
made of tissue equivalent material in which are embedded objects simulating 7 pentagonalshaped groups of microcalcifications (M1 to M7), 7 masses (N1 to N7) and 7 fibres (F1 to F7).
For each category of features, the targets have progressively smaller size and contrast so that
the largest one is the most readily visible, the next is less visible and so on. For convenience
M1 stands for the microcalcification group containing the largest specks and M7, the
smallest ones, with a similar convention for the other target structures. Inside are also
present vertical (V) and horizontal (H) spatial resolution scales (line pair target : 20 lp/mm),
a delimited zone (Z) for measuring a reference optical density, two different optical density
contiguous areas (C1 and C2) for defining contrast, three cavities (D) for x-ray dose
measurement and at last small balls (B) for x-ray alignment control. Figure 1 shows a
schematic diagram of the MTM 100/R phantom.
2.2 Acquisition and digitization of phantom films
Phantom films are digitized with an ultra high resolution drum scanner (Scanmate 11000ScanView A/S.Meterbuen 6. DK-2740 Skovlunde. Denmark) which may digitize from 50 to
11000 dpi (dots per inch) and code images on 256 (8bits /pixel) or 16384 (14bits /pixel) grey
levels. Spatial scanning resolution was chosen so that it approximately corresponds to the
resolving power of a viewer (with a standard resolving power ~ 4.10-3rd) using a twice
magnifying lens (such lenses are often used by radiologists for reading clinical
mammograms). So phantom films were digitized with a resolution of 50 μm per pixel (or
508 dpi) and were coded on 256 grey levels.
For each category of structures (microcalcifications, masses and fibers) a sub-image was
extracted from the digitized phantom image so that each sub-image contained one target
and was roughly centered on it. Subimages sizes were 256256-pixels for microcalcification
groups and masses and 412412-pixels for fibres. Fig. 2 shows an example of subimages
extracted from a digitized phantom film.
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Fig. 1. Schematic diagram of the phantom MTM 100/R showing the locations and the
relative size of features.

Fig. 2. Subimages extracted from a digitized phantom film. (a) : group of microcalcifications
(b) : mass; (c) : fibre

3. Image processing of digitized phantom films
3.1 General description
Two pre-processing steps are applied to each extracted subimage before the segmentation
step as shown in Fig. 3. Because of the noisy nature of these subimages, a noise reduction
method is used as a first processing step. A contrast enhancement step is then applied. At
last image segmentation is done.
3.2 Local contrast modification method description
In classical image processing techniques, a fixed shape and a fixed size window around each
pixel is used in order to convolve it with a defined filter. In order to take the local features
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around each pixel into account, a variable shape and size neighbourhood is defined
(Dhawan et al., 1986; Dhawan & Le Royer, 1988) using local statistics.
Noise reduction step consist in filtering two kinds of noise. The non uniform background
considered as a ’’low frequency noise’’ and the radiographic noise (high frequency noise):
film granularity and quantum mottle. Shadow correction of the background is adapted to
each object (microcalcifications, masse and fibre), whereas the radiographic noise filter and
the contrast enhancement steps are based on the same method, described in the next section.
This method consists in computing a local contrast around each pixel using a variable
neighbourhood whose size and shape depend on the statistical properties around the given
pixel. The obtained image is then transformed into a new contrast image using various
contrast modification functions. At last an inverse contrast transform is applied on the new
contrast image to yield an enhanced version of the original image. Contrast enhancement
step consists in enhancing image features while preserving details for the segmentation step.
Image Segmentation is adapted to the objects to be detected and is presented in the
following sections.
Extracted
subimage

Noise
reduction

Contrast
enhancement

Image
Segmentation

Fig. 3. Flowchart of the image processing steps applied to phantom images.
Each pixel (i,j) is assigned an upper window Wmax centered on it, whose size is
(2Nmax+1)(2Nmax+1). We also define an inner area around the pixel (i,j) whose size is (cc)
and an external area whose size is (c+2)  (c+2), where c is an odd number. Let I(i,j) be the
grey level of pixel (i,j) in image I, and T a given threshold. Pixel (k,l) within Wmax is assigned
a binary mask value "0" if |I(k,l) –I(i,j)| > T, else it is assigned a binary mask value "1". Then
the percentage P0 of zeros is computed over the region between the external (c+2)(c+2) and
the inner (cc) areas, for each c in the range [1, 3, 5, … ,2Nmax – 1]. The process stops if this
percentage is greater than 60% or if the upper window Wmax is reached. The value of 60%
has been chosen because beyond this limit, we may consider too many pixels "0" are
surrounding the inner area and so the notion of neighbourhood with the central pixel (i,j) in
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terms of grey levels is no longer satisfactory. Let c0 be the upper c value beyond which the
percentage P0 is greater than 60%. The pixel (i,j) is assigned the window W=(c0+2)(c0+2).
In the window W such as WWmax we finally define the "center" as the set of pixels having
the mask value "1", and the "background" as the set of pixels having both the mask value "0"
and which are 8-neighbourhood connected at least to a pixel "1". Pixels "0" which do not
verify the previous constraint belong neither to the "center" nor to the "background" and are
not taken into account later on. Fig. 4 gives an example the way the "center" and the
"background" areas are determined.
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Fig. 4. Adaptive neighbourhood selection with a threshold value T=5; (a) Wmax window
around bold-faced pixel value 15, Nmax=4; (b) Mask values associated to test pattern in (a);
(c) The "center" (light grey)and the "background" (dark grey) areas around the bold-faced
pixel. White cells correspond to pixels belonging neither to the "center" nor to the
"background".
After determining the "center" and the "background" regions around each pixel (i,j), a local
contrast image C is computed from :
C (i , j ) 

Mc ( i , j )  M b ( i , j )

max  Mc ( i , j ), Mb (i , j )

(1)

where Mc(i,j) and Mb(i,j) are the mean values, in image I, of pixels labelled as the "center"
and as the "background" regions around pixel (i,j) respectively. Note that C(i,j) is within the
range [0,1].
The local contrast image C obtained in the previous step is transformed into a new image C’
such as C’(i,j)=(C(i,j)), where  is a contrast modification function depending on features to
be detected. This function meets some requirements in the interval [0,1] :
- (0) = 0 and (1) = 1.
- (x)  0 for x  [0,1].
-  is an increasing function in the range [0,1].
In image C’ each pixel value is a contrast value. In order to obtain the corresponding image
in the grey level domain, an inverse contrast transform of the process used to obtain image
C from I (Eq. 1) is used as follows:

E  i , j   Mb (i , j )(1  C '(i , j )) if Mb(i,j)  Mc(i,j)
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Mb ( i , j )
if Mb(i,j) < Mc(i,j)
(1  C '(i , j ))
This transform gives a new image E which is an enhanced version of image I. It is then
possible to evaluate the efficiency of the method from comparison between images E and I.
Ei, j 

3.2.1 Performance evaluation on simulated images
Several functions including square root, exponential, polynomial and trigonometric were
tested (Guis et al., 2003). Actually functions which are over the line y=x increase the contrast
but enhance the noise too. In the other hand, functions which are under the line y=x yield
noise reduction. Because of the noisy nature of real images of phantom, the second kind of
functions was chosen for enhancing the objects contained in these images. To choose
suitable function , computer simulated images containing objects similar to those observed
in the phantom film were generated with various contrast and noise levels. The aim of this
simulation was to perform a quantitative evaluation of the noise reduction method
described in previous sections. For each target, 6 noise-free images were generated each of
them with a different contrast level. Three noise levels were then assigned to each contrast
level image. Contrast level is defined as the difference between the mean grey level of the
object and the mean grey level of the background divided by the mean grey level of the
background. According to studies on radiographic noise, two types of noise sources, namely
film granularity and quantum mottle, are present in an X-ray image. Spatially correlated
Poisson noise model has to be considered in the case of mammographic films. In our
simulations, a signal-dependent spatially uncorrelated Gaussian noise is used as a firstorder approximation of the Poisson noise model (Quian et al., 1994; Aghadasi et al., 1992;
Kuan et al., 1985) namely: n(i,j)  f(i,j)u(i,j) , where f is the noise free image and where u is a
zero-mean Gaussian noise with standard deviation . The computer simulated image or
noisy image g is then given by g(i,j)  f(i,j)  n(i,j) .
Contrast levels of noise free images were in the range [10%; 60%] with a step size of 10%.
Background grey-level was set to 128. Concerning noisy images, standard deviation  of the
zero-mean Gaussian noise u was adjusted so that the signal to noise ratio (SNR) takes the
values 21dB, 15dB and 9dB which simulate a low, an intermediate and a high noise level
respectively. Computer simulated images consist of 256256-pixels for microcalcification
groups and nodules, and 336336-pixels for fibres. The whole computer simulated images
were coded on 256 grey levels.
Two criteria are used to test the effectiveness of the algorithm on computer simulated
images. The first one, namely output to input Signal to Noise Ratio (SNR) , quantifies noise
suppression, and the second one, namely the mean-squared error (MSE), in addition to
quantify noise removal gives also an information on structure distortion and therefore better
interprets the first criterion. One can notice that parameter  is all the more higher as the
method removes much more noise, whereas MSE parameter is all the smaller as the method
denoises and preserves structures in the image.
 
Results obtained on simulated images show that the trigonometric function  ( x )  tan  x 
4 
gives the best balance between noise reduction and edge sharpness preservation and

that  ( x )  x is suitable for contrast enhancement.
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Fig. 5. Correction of Background inhomogeneity on extracted subimages. (a), (d) and (g) :
original extracted subimages; (b), (e) and (h) background images; (c), (f) and (i) corrected
images.
3.2.2 Preprocessing of real phantom images
Before applying noise reduction and contrast enhancement steps, inhomogeneous
background of subimages containing microcalcification is extracted using the classical
multiresolution Burt decomposition into level 3 (level 0 is the original image). A linear
interpolation is then applied to obtain background image. The same method was not
suitable to correct background for subimages containing masses and fibres, due to the object
to image size ratio. Using the local contrast modification method described above with a big
window size for Wmax, enabled us to obtain background image. At last corrected image for
the whole objects is obtained by subtracting the background image from the original image
as shown in Fig. 5.
Applying the noise reduction and contrast enhancement steps described in the previous
section, yield the images shown in Fig. 6.
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Fig. 6. Noise reduction and contrast enhancement steps on extracted subimages (a), (d) and
(g): original extracted subimages; (b), (e) and (h) denoised images; (c), (f) and (i) contrast
enhanced images.

4. Segmentation of extracted subimages
4.1 Microcalcification segmentation case
Microcalcifications segmentation was based on the computation of a cross-correlation
between a template image Mmic and the preprocessed resulting image after noise reduction
and contrast enhancement Inet. The different steps of microcalcification groups are
summerized in figure 7. The template image was built after a supervised learning on real
phantom images. A global thresholding was then applied on the thresholded image for
extracting microcacifications. The connected component labelling step is done to determine
the number of detected objects in Iseuil image. The microcalcification extraction step
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consisted in defining around each detected object, a window centered on it and using a
threshold based on the computation of the mean and standard deviation of pixels within
this window. Fig 8 shows an example of microcalcifications group segmentation.

(1) Mmic

(2) Inet
cross-correlation
(3) Ic
global thresholding
(4) Iseuil
connected component
Labelling
(5) Ietiq
microcalcifications
extraction
(6) Ifin

Fig. 7. General scheme of microcalcification group segmentation. (1) Mmic : template image,
(2) Inet : resulting image after noise reduction and contrast enhancement, (3) Ic : resulting
image after cross-correlation,(4) Iseuil : thresholded cross-correlated image, (5) Ietiq : connected
component labelled image, (6) Ifin : resulting image with detected microcalcifications.
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(a)

(b)

(c)

(d)

Fig. 8. Segmentation of microcalcifications. (a): extracted subimage after noise reduction and
contrast enhancement Inet ; (b): result of template matching Ic; (c): connected component
labelled image Ietiq ; (d): resulting image Ifin.
4.2 Mass segmentation case
Mass segmentation was done by using an active contour. First a square was set as an initial
contour and the energy used depended only on image gradient. The algorithm used for that
purpose is described as follows:
Step 1: Each point i of the active contour evolved along the normal of segment (i-1,i+1) until
it met a mass edge.
Step 2: When the four initial points reached the mass edges, other points were added
between each couple of points (i and i+1).
Step 3: Each added point in the previous step evolved as initials points in step 1.
The algorithm stopped when a fixed but great number of iterations was reached. Fig. 9
shows an example of a mass segmentation.
4.3 Fibre segmentation case
As for microcalcifications, fibre segmentation used a template matching between two
template images (see Fig. 10) and the preprocessed resulting fibre image after applying
noise reduction and contrast enhancement steps. An automatic global thresholding is then
used, followed by a logical filter OR and a connected component labelling step. Figs. 11 and
12 show the general scheme of a fibre segmentation and an example of fibre segmentation
respectively.
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(a)

(c)

(b)

(d)

(e)

(f)

Fig. 9. Segmentation of a mass subimage (a): extracted subimage after noise reduction and
contrast enhancement; (b): Thresholded image. (c): Initialization of active contour. (d) First
iteration of the active contour. (e): Second iteration of active contour. (f): final segmentation.

2
1

(a)
Fig. 10. Template images for fibre segmentation.

www.intechopen.com

(b)

534

Modern Approaches To Quality Control

Images
(1) Inet

processing
global thresholding
on histogram

(2) Iseuil
(3) Mfib1

Images
cross-correlation

(5) Ic,1

(4) Mfib2

(6) Ic,2
global thresholding

(7) Ic,1,s

(8) Ic,2,s
OR logical filter

(9) Iadd

connected
component labelling

(10) Ietiq

Fig. 11. General scheme of fibre segmentation. (1) Inet : resulting image after noise reduction
and contrast enhancement , (2) Iseuil : image Inet thresholded , (3) Mfib1 : template image 1, (4)
Mfib2 : template image 2, (5) Ic,1 : obtained image after cross correlation between Mfib1 and
Iseuil , (6) Ic,2 : obtained image after cross correlation between Mfib2 and Iseuil (7) Ic,1,s : image Ic,1
thresholded , (8) Ic,2,s : image Ic,2 thresholded , (9) Iadd : resulting image after logical filter OR
between Ic,1,s and Ic,2,s (10) Ietiq : connected component labelled image.
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Fig. 12. Segmentation of a fibre subimage. (a): extracted subimage after noise reduction and
contrast enhancement; (b): Thresholded image (c): Result of template matching with
template image in Fig. 10(a); (d): Result of template matching with template image in Fig.
10(b); (e): Resulting image after thresholding image (c); (f): Resulting image after
thresholding image (d); (g): Resulting image after applying OR logic filter on images (e) and
(f); (h): Connect component labelled image.
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5. Results and discussion
Nine phantom images from different mammographic facilities were tested. For each
phantom image, only 4 subimages of each target were extracted. Two main reasons leaded
us to do this choice: first, readers could not detect more than 4 objects on the phantoms used
in our study, and second, a mammographic facility is considered to have good quality
phantom films if at least 4 objects are detected from each embedded target.
216 microcalcifications (36 microcalcification groups) were studied. The most prominent
microcalcification group M1 and M2 were almost all detected. Microcalcifications that were
not detected were those with poor contrast. False detections were due to film emulsion
tearing and appeared on M3 and M4 groups. Table 1 summarizes results obtained on these
nine phantom films.
Thirty six masses and 36 fibres were studied. Three masses among 36 were not detected
because of the non convergence of the iterative active contour algorithm. This appeared on
masses containing holes when being preprocessed. When better initialising the active
contour, it was possible to detect the whole masses.
The whole fibres were detected but as seen in Fig 12 some other objects appeared on the
final segmentation image. These small objects will be removed in a further processing.

M1 group

Detected
microcalcifications
number

1

2

3

4

5

6

7

8

9

6

6

6

6

6

6

6

6

6

6

6

6

6

6

6

6

6

6

False detection

M2 group

Detected
microcalcifications
number
False detection

M3 group

Detected
microcalcifications
number
False detection

M4 group

Detected
microcalcifications
number
False detection

1

1

6

6

6

6

5

5

4

1

3

2

6

6

6

6

3

3

3

2

Table 1. Detection results on microcalcification groups.
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6. Conclusion
This chapter presents a feasibility study of automating breast phantom scoring using
image processing techniques. The main contribution in this project is noise reduction and
contrast enhancement of noisy images extracted from digitized phantom films. The
segmentation step which uses known methods shows that quality control in
mammographic facilities could be done using image processing techniques. Next step in
this project is to adapt image processing techniques used for digitized film to digital
phantom images acquired directly from Full-Filed Digital Mammograms. In this case it
will be possible to control the quality of digital mammographic systems using software
similar to the one described in this study.
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