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Abstract
Rapid developments in tandem liquid chromatography-mass spectrometry (LCMS/MS) have created wide interest in applications for the analysis of small molecule
mixtures. MS/MS spectra can contain rich structural information, but because of the
structural diversity of small molecules and different data acquisition methods, analysis
algorithms and workflows frequently need to be tailored to individual research
questions. This chapter shows how MATLAB can be used for LC-MS/MS-based
structural characterization of small molecules. Starting with the import of raw data,
ways for visualization and the creation of graphical user interfaces (GUIs) for individ‐
ual applications are demonstrated. A selection of frequently used algorithms for preprocessing and data analysis is reviewed in context of their MATLAB implementation.
The approaches are then tailored and applied to the analysis of iron-binding peptides
(peptidic siderophores) by high-resolution LC-MS/MS. The method uses a database
with siderophore structures to exploit prior knowledge about siderophore structural
diversity for the interpretation of MS/MS spectra from known and new siderophores.
Keywords: small molecules, metabolomics, fragmentation spectra, LC-MS/MS, liquid
chromatography tandem mass spectrometry, neutral-loss, fragment-ion, auto-convo‐
lution spectra, molecular networks, secondary metabolites, siderophores, iron, nonri‐
bosomal peptides, MATLAB

1. Introduction
Liquid chromatography-mass spectrometry (LC-MS) enables the analysis of complex mix‐
tures of small molecules and is applied widely in diverse research areas, such as metabolo‐
mics analysis in biology [1] and medicine [2, 3] and molecular characterization of samples in
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environmental chemistry [4] and combinatorial chemistry [5], among many other applica‐
tions. Recent advances in LC-MS instrumentation with respect to speed and sensitivity, coupled
with improved computational methods to extract information from complex datasets, have
translated into falling costs of analyses and have created wide interest in LC-MS applications.
As instruments have become able to explore samples at very high sensitivity and resolution
(e.g., nano-flow LC coupled to high-resolution MS detectors, such as Orbitraps or Q-TOFs), the
computational analysis of the generated raw data has become more challenging. In untarget‐
ed, ‘discovery type’ LC-MS experiments, the analysis of the raw data may include the follow‐
ing steps [6–8]:
1.

Extraction of features from a raw LC-MS dataset. LC-MS features are defined by unique,
characteristic combinations of retention time and mass-to-charge ratio. Associated with
the chromatographic peak of a feature is a peak intensity or area, which serves as a relative
measure of the abundance of the compound producing the feature. These parameters
represent a fingerprint of compounds in a given sample.

2.

Comparison of corresponding features in different sample sets and evaluation of signifi‐
cant differences.

3.

Compound identification and structural characterization of unknown compounds of
interest.

Soft ionization methods in LC-MS, most commonly electrospray ionization (ESI), generate
mass spectra with minimal compound fragmentation and facilitate the extraction of LC-MS
features associated with the intact molecular ion. Nevertheless, extraction of features for
subsequent statistical analysis is non-trivial when complex mixtures of small molecules are
analyzed [6]. Fortunately, open-source (e.g., mzMine2 [9], XCMS2 [10]) and commercial (e.g.,
Agilent MassHunter, Waters ProGenesis QI, ABSciex XCMSPlus, ThermoFisher Scientific
SIEVE) software tools for this task have been developed and have become increasingly
powerful and user-friendly.
With the extraction of features from LC-MS data becoming more readily achievable, the
identification or structural characterization of small molecules has become a major bottleneck
[11, 12]. Insight into chemical sum formulas and chemical interaction with the LC stationary
phase (e.g., hydrophobicity in reversed phase chromatography) may be gained from LC-MS
data because it contains information about molecular masses, isotope patterns, and retention
times. However, even at ultra-high mass accuracies (<1 ppm), it is usually not possible to assign
unique sum formulas to chromatographic features from MS1 data [13]. In addition, for any
given sum formula, there are typically many theoretically possible isobaric compounds with
different structures. Therefore, structural assignment of a compound is generally not possible
based on MS1 data alone. Direct structural information can be obtained by measurement of
fragmentation spectra (MS/MS, tandem MS, MS2, or for multiple rounds of fragmentation
MSN). LC-MS/MS datasets are composed of time series of individual full scan MS1 spectra,
interspersed by one or more MS/MS spectra derived from the fragmentation of one or more
species present in the MS1 (Figure 1).
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Figure 1. LC-MS/MS data is composed of time series of individual full scan MS1 spectra, interspersed by one or more
MS/MS spectra. Shown are high-resolution LC-MS data for a bacterial culture supernatant collected with an Orbitrap
XL mass analyser: (A) Total ion chromatogram (TIC, sum of MS1 intensities over time), (B) full scan MS1 spectra at
three different retention times, and (C) fragment-ion spectra (MS2, MS/MS) for the two major peaks in the third MS1
spectrum.

Because of the vast diversity of small molecule structures, MS/MS-based structural character‐
ization of compounds represents a great challenge [11, 12]. Identification by direct comparison
of an experimental MS/MS spectrum to a library of MS/MS spectra is often limited by unavail‐
able authentic standards. Even if MS/MS spectra for a compound (or a structurally closely
related analogue) exist in a library, algorithms may not return the best match in the database,
particularly if spectra are noisy or incomplete (e.g., contain contaminant ions, few fragments,
minor fragments below detection limit, etc.) [14]. Complementary to these MS/MS spectral
library-based approaches, de novo methods use known structures to calculate in-silico
fragmentation spectra (random or rule based). Observed fragments are matched to possible
substructures to reconstruct the observed MS/MS spectrum. The success of these methods
depends on the chosen fragmentation rules and database search space [11]. Thus, the final
success of attempts for structural characterization usually depends on a combination of prior
knowledge about the compounds in the sample, adequate computational tools, and manual
inspection of the raw data.
In addition to the identification of individual compounds, MS/MS structural information may
be used at different stages in the interrogation of the samples. For example, at an early stage,
it is possible to obtain an overview of structural diversity in a sample by clustering the MS/MS
spectra into similarity networks [15], while at a later stage, once specific unknown features of
interest have emerged, a more detailed interpretation of individual MS/MS spectra for
compound characterization can be undertaken. MS/MS spectra can also be used to direct
further targeted LC-MS/MS approaches aimed at deeper exploration of species possessing
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common fragments or fragmentation patterns of interest. This approach is commonly em‐
ployed to specifically characterize molecules with certain functional groups or chemical
modifications that produce characteristic patterns in their MS/MS spectra [14].
To make the best use of the rich structural information contained in LC-MS/MS datasets, there
is a large need for MS/MS analysis algorithms that are tailored to many different individual
research applications [11, 16]. As we demonstrate in this chapter, MATLAB provides an
accessible and convenient platform for the interactive analysis and visualization of LC-MS/MS
data and the implementation of customized algorithms and workflows. Tools are introduced
for basic tasks, such as neutral-loss searches, as well as for more complex workflows, such as
for the generation of MS/MS similarity networks or for the application of auto-convolution
spectra to the structural characterization of peptides. We then apply these tools in the context
of a specific basic research application: the discovery and structural characterization of peptidic
siderophores. Siderophores are a class of secondary metabolites that are released by many
bacteria and fungi to bind and take up iron (Fe), an essential and often growth-limiting micronutrient [17]. Using a siderophore structural database to exploit considerable prior knowledge
about siderophore structural diversity, an effective workflow is shown for the LC-MS/MSbased analysis of known and new siderophores.

2. Importing raw data into MATLAB
The LC-MS raw data generated by the MS instrumentation is stored in vendor-specific binary
file formats. For access by non-vendor software, the raw data file first needs to be converted
to an open file format, such as the common mzXML format [7]. The program msconvert, which
is part of the open-source proteomics package ProteoWizard (http://proteowizard.source‐
forge.net/tools.shtml), can be used to convert from most raw data formats to mzXML [18]. At
this point, LC-MS data recorded in profile mode can also be centroided by vendor supported
algorithms built into msconvert. During centroiding, the centroid is determined for each mass
spectral peak, which consists of multiple m/z—intensity measurements across the profile of
the detected ion at any given time, and the peak is replaced by a single m/z and intensity pair
at its center [18]. Centroiding reduces the data file size and is required for the subsequent
analysis steps in this chapter.
MATLAB’s bioinformatics toolbox provides several functions applicable to the processing of
LC-MS data. For this study, we will use the functions mzxmlread and mzxml2peaks. The
function mzxmlread can be used to import LC-MS data from mzXML files into a MATLAB
structure array: mzXMLstruct = mzxmlread(mzXMLFilename). The returned structure
contains the LC-MS/MS data and relevant metadata from the mzXML file, such as scan number,
MS level, ionization mode, MS/MS collision energy, and MS/MS precursor information (Figure
2).
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Figure 2. A selection of fields in the MATLAB structure array returned after the import of an mzXML file with LCMS/MS data.

The function mzxml2peaks can be employed to extract the mass spectra (m/z values and
intensities), together with their corresponding retention times, for a selected MS level (MS1,
MS2, etc.) from mzXMLstruct: [Spectra, Times] = mzxml2peaks(mzXMLstruct, MSLevel,
LevelValue), where Spectra is a cell array in which each element contains a two-column matrix
of m/z—intensity pairs corresponding to one mass spectrum collected at a specific retention
time, and Times is a vector with the corresponding retention time for each mass spectrum. To
analyze MS/MS spectra, it is usually necessary to retrieve additional information from
mzXMLstruct. Information about MS/MS precursor ions (precursor m/z, intensity, and charge)
can be accessed in mzXMLstruct.scan.precursorMz :

If mass spectra are collected in positive and negative ionization modes during the same run,
it may be useful to process positive and negative modes separately. To extract one ionization
mode only, a filter can be applied to the data in mzXMLstruct:
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These loops through scan metadata in mzXMLstruct can be added to the mzxml2peaks
function together with optional output and input arguments. In the following, we will use an
optional output matrix called Precursors which contains precursor information for each
MS/MS scan in three columns: m/z, intensity, and z.

3. Visualization and graphical-user-interface implementation
When analyzing LC-MS/MS data, it is helpful to be able to visualize spectra and chromato‐
grams in order to display significant features, evaluate spectral noise, consider potential
interferences, or evaluate fragmentation patterns, and so on. The two common projections of
the three-dimensional LC-MS data (retention time, m/z, intensity) into two-dimensional space
are chromatograms (intensity vs. retention time) and mass spectra (intensity vs. m/z). Note that
a chromatogram with intensities of a selected range of m/z values is called an extracted ion
chromatogram (EIC), whereas a chromatogram that shows the sum of all ions is known as a
total ion chromatogram (TIC). The m/z tolerance ∆m/z is often given in ppm of the m/z value
or as an absolute error in amu.
To plot an MS/MS spectrum for a given precursor m/z, the matrix Precursors can be used to
find precursor m/z values within a specified error tolerance. The corresponding elements in
Spectra represent the MS/MS spectra recorded for this m/z value:

Graphical-user-interfaces (GUIs) can aid in efficiently browsing and evaluating the LCMS/MS data and can serve as a platform for data manipulation and analysis. GUIs are also
particularly helpful for users who are not familiar with MATLAB and can be shared as standalone applications. MATLAB facilitates the creation and programming of GUIs with the tool
GUIDE (graphical user interface design environment). GUIDE provides an interface for
designing the layout, while creating the code for the GUI, including the implementation of
callbacks for a number of standard User Interface (UI) controls, such as ‘pushbuttons’, ‘popup
menus’, and ‘listboxes’. The callback functions can then be filled with user-defined code to
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provide the intended functionality. A GUI for LC-MS/MS data analysis created with MATLAB
is shown in Figure 3.

Figure 3. Graphical User Interface (GUI) for visualization, pre-processing, and analysis of LC-MS/MS data. The main
window allows the user to select or search MS/MS precursor m/z values. When a precursor m/z value is selected, a
corresponding EIC is generated with the MS1 data and the MS/MS spectrum is shown in this figure. The retention time
corresponding to the MS/MS spectrum is indicated by a red line in the EIC figure. A table to the right shows the pre‐
cursor information and a table of the MS/MS peaks. A menu bar provides functionality to import LC-MS data from
mzXML files, open or save files, enter m/z error tolerances and other parameters, and select from a range of pre-proc‐
essing and analysis tools.

4. Pre-processing of MS/MS spectra
Before analysis of LC-MS/MS data, pre-processing can be employed to increase signal-to-noise
ratios, remove contaminant peaks, and reduce the data for the following analysis steps. Preprocessing and analysis algorithms are often tailored to individual data acquisition methods,
data quality, and analytical goals.
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4.1. Noise removal
The ratio of maximum-to-median peak intensities in MS/MS spectra has been used as an
estimate of signal-to-noise ratios [14]. In order to remove noise and reduce the amount of data
in MS/MS spectra, filters have been applied to retain only the most intense peaks within a given
mass spectral bracket (e.g., five most intense peaks in a 50 Da window) [19, 20]. If several
fragment-ion spectra are available for the same precursor, noise can be removed by retaining
only those fragments that are present in a majority of the MS/MS spectra [21] or the spectra
can be summed or averaged, which may minimize the noise contribution if it is random (see
Section 4.3). For high-resolution MS/MS spectra, exact masses can also be used to determine
possible fragment-ion sum formulas in order to remove noise or satellite peaks that possess
m/z values leading to possible compositions that are completely incongruent with the precur‐
sor [21]. Similarly, MS/MS peaks with masses larger than the precursor mass can be removed.
Interfering signals are not only due to random noise but frequently a consequence of relatively
wide precursor ion isolation windows (usually > 1 Da) utilized by the instruments’ ion optics
during ion selection prior to MS/MS. For this reason, the selection of minor features that may
be well resolved in MS1 can result in the co-isolation of significant quantities of unrelated
species, which, in turn, produce significant contaminant peaks in the corresponding MS/MS
spectra. Spectral deconvolution algorithms to remove possible contaminant peaks or to
determine multiple precursors from unintentional or intentional wide-window ion isolation
(such as that achieved in recently developed data-independent acquisition methods) have been
published [22, 23].
4.2. Removal of 13C-isotopologue peaks
Another consequence of wide precursor isolation windows is that fragment ions may be
accompanied to some degree by their 13C-isotopologues. To de-isotope a high-resolution MS/
MS spectrum, an algorithm can proceed from the lowest to the highest intensity fragment ion.
For each ion peak, it is evaluated whether it may represent a 13C isotopologue of a more
abundant peak, by searching for another peak with the exact mass difference of a 13C isotope
(∆m/z = -1.0034 Da for z = 1), within the defined error tolerance (e.g., ±0.0035 Da). If this mass
difference is detected, the 13C isotopologue peak is removed from the spectrum. This process
is repeated for all relevant charge states, for example, all charge states up to the precursor
charge. At the same time, if 13C isotopologue peaks are detected, this procedure can be used
to assign charge states to individual fragment ions.
4.3. Consensus spectra
If several MS/MS spectra of the same precursor have been acquired, the construction of
consensus spectra can increase signal-to-noise ratios and significantly speed up the down‐
stream analysis. To select which MS/MS spectra are to contribute to one consensus spectrum,
the Spectra cell array can be filtered by identifying the elements with the same precursor m/z
(within the specified m/z error tolerance) and charge state z in the Precursor matrix. In many
situations, a number of different possible precursor structures can exist for the same m/z value
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(isobaric compounds) or indistinguishable m/z values within specified m/z tolerances. In such
cases, the retention time can be used as an additional filter, that is, only those MS/MS spectra
are clustered that are recorded during elution of the corresponding parent ion in MS1. It is also
possible to combine only those MS/MS spectra in a consensus spectrum that show high
pairwise similarity [20, 21]. The calculation of MS/MS spectral similarity is described in detail
in Section 5.2.
To calculate a consensus spectrum for each cluster of MS/MS spectra, all m/z-intensity pairs of
the individual contributing MS/MS spectra are combined in a common matrix [21]. All peaks
within the defined m/z tolerance around the most intense peak are determined and an intensityweighed mean m/z, and an intensity value can be calculated and then refined iteratively, as
follows. If any additional peaks are within the bin around the intensity-weighed average m/z,
a new intensity-weighed average is calculated until no further peaks fall within the bin. The
peaks within the bin are then replaced by the intensity-weighed average m/z and intensity
value and the process is repeated with all peaks in order of decreasing peak intensity.

5. Analysis of fragmentation spectra
In this section, three relevant LC-MS/MS analysis approaches are reviewed that can be applied
for a wide range of analytical questions. In Section 6, we illustrate an example application for
each approach (Sections 6.2–6.4) that is specifically tailored to the discovery and structural
characterization of siderophores.
5.1. Fragment-ion and neutral-loss search
Fragment-ion or neutral-loss searches can be utilized to mine LC-MS/MS data for molecules
with characteristic substructures or fragmentation behavior, such as certain lipid headgroups
[24] or metabolite conjugates (e.g., GSH or phosphate) [25]. In targeted analysis, a defined
fragment-ion or neutral-loss can be exploited to increase specificity for detection of the target
compound.
Simple algorithms can loop through the MS/MS cell array (Spectra) to search for fragment-ion
peaks within the defined m/z tolerance. To detect defined neutral-losses, ‘neutral-loss peaks’
can be computed as differences between the m/z values of the precursor ion and the fragmentions (precursor neutral-loss search) or all pairwise differences between the measured ions
(including the precursor and all fragment-ions). The algorithm can be refined by taking into
account the charge state of the precursor ion and the fragment-ions to calculate fragment-ion
and neutral-loss masses instead of m/z values (see Section 4.2 for fragment-ion charge state
determination).
5.2. Pairwise similarity of MS/MS spectra
Given the task to find a best match for an experimental MS/MS spectrum among members of
a spectral library, the experimental spectrum needs to be compared to each spectrum in the
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database and a pairwise similarity score needs to be computed. A common approach is to
calculate a normalized dot product (cosine similarity) between pairs of MS/MS spectra SA and
SB [14]:

cosine similarity score =

å
å

n

n

Ai Bi

i =1

Ai2
i =1

å

n

Bi2
i =1

(1)

A and B are two vectors that contain the peak intensities from the MS/MS spectra SA or SB. The
intensities of two peaks that occur at the same m/z in SA and SB (within the defined m/z tolerance)
are corresponding elements Ai and Bi. To match fragment-ions in SA and SB, the algorithm can
proceed from high to low intensities and identify corresponding peaks within a defined
absolute or relative m/z tolerance in the corresponding other spectrum [20, 21]. If a peak is
present in only one of the two spectra, its intensity is added to the respective vector A or B
while the corresponding element in the other vector is set to 0. A similarity score of 1 indicates
identical spectra, whereas a value of 0 indicates that no fragments with a common m/z are
present. An implementation of this approach in MATLAB is as follows:
If a matching structure is not present in the database, the information may nevertheless be
used for the identification of potential common substructures of a structurally related com‐
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pound. For such applications, the matching of fragments in A and B can be modified to include
not only common fragment-ions in both spectra but also common neutral-losses, that is, pairs
of peaks in SA and SB that have m/z values which differ by a common m/z value. In a simple
implementation this difference can be the mass difference of the parent ions of SA and SB (see
Figure 4 for an example) [25, 26].
Another useful application of similarity calculations is found in the generation of MS/MS
similarity networks as described previously [15]. Calculating all pairwise similarities between
consensus LC-MS/MS spectra yields a table that can be visualized in a molecular network using
freeware tools such as Cytoscape (www.cytoscape.org). In the MS/MS network, each node
represents one consensus spectrum (precursor information) and each edge between two nodes
illustrates the relatedness. Cytoscape provides functionality to create edge-weighed forcedirected layouts to cluster closely related nodes in order to obtain an overview of structural
diversity in a sample.

Figure 4. MS/MS spectra of the siderophore protochelin A and its related analogue protochelin B. Protochelin A and B
have the same structures except for an exchange of a 1,4- diaminobutane linker group in protochelin A with 1,3-diami‐
nopropane in protochelin B (red circles). Accordingly, parent ion m/z ratios differ by a CH2 group and fragment peaks
that include the modification are shifted by the m/z of CH2 (∆m/z = 14.0157). To calculate similarities between such
structurally related compounds, the shifted peaks can be matched in addition to the peaks that both spectra have in
common. Figure modified from [27].

5.3. MS/MS convolution and auto-convolution
De-novo sequencing of peptides is most widely performed by the analysis of fragmentation
spectra that are acquired by positive-mode collision-induced dissociation (CID) [28]. With
positive-mode CID, major MS/MS peaks result from dissociation of the molecule at the peptide
bonds, yielding b- and y- type ions (Figure 5) [29, 30]. In addition, the spectra regularly include
other related fragments. For example a-ions have a mass difference corresponding to a CO
group relative to b-ions (∆m = 27.9949) and, if present, can be used to distinguish b-ions from
y-ions. In addition, neutral-losses of H2O or NH3 are often observed.
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As illustrated in Figure 5, the mass differences between fragments include the mass of
individual peptide monomers (amino acid residues). Spectral convolution between two
spectra SA and SB calculates the m/z difference between each peak in SA and each peak in SB.
The multiplicity of each observed m/z difference, within the given m/z tolerance, is then
counted to yield the convolution spectrum with the multiplicity for each m/z versus the
observed m/z differences. The convolution spectrum between unrelated spectra SA and SB is
close to 0 or 1 for most m/z values, whereas the convolution spectrum for structurally related
peptides (i.e., peptides with shared sequences) will show significant peaks for some m/z values
[26]. The following MATLAB code shows a basic implementation of spectral convolution.

Figure 5. Theoretical LC-MS spectrum for a peptide with the sequence Ser-Phe-Ala-Glu. The spectrum shows the posi‐
tion of expected b- and y-ions together with neutral-losses of H2O or NH3.
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Auto-convolution spectra are generated by calculating the m/z differences between all peaks
within one single spectrum. These have been used for the identification of possible peptide
monomers in cyclic nonribosomal peptides (NRPs) [19]. NRPs are secondary metabolite
peptides synthesized by nonribosomal peptide synthetases (NRPS), and include antibiotics,
toxins, and siderophores. The structures of NRPs contain unusual non-proteinogenic amino
acids, which increase the number of possible monomers from the canonical 20 found in most
proteins to several hundred. Possible peptide monomer species in cyclic NRPs are revealed by
matching peaks in the auto-convolution spectrum to masses in a database of possible peptide
monomers [19]. The NORINE database with NRPs and corresponding peptide monomers can
be used for this purpose and is freely accessible at http://bioinfo.lifl.fr/norine/ [31].

6. Application to siderophore analysis
In this section, the LC-MS/MS analysis methods discussed above are applied to the discovery
and structural characterization of peptidic siderophores. Siderophores are secondary metab‐
olites that are released by many bacteria and fungi to bind and take up iron (Fe), an essential
and often growth-limiting micro-nutrient [17]. Using a siderophore structural database to
exploit considerable prior knowledge about siderophore structural diversity, an effective
workflow is presented for the LC-MS/MS-based analysis of known and new siderophores.
6.1. Workflow
6.1.1. Overview
Previously, we described an algorithm for the discovery of siderophores in high-resolution
LC-MS1 data by screening for the natural stable isotope pattern of iron (54Fe and 56Fe) bound
to siderophores and by searching for related iron-free siderophores [32]. Here, we complement
this method by analysis of high-resolution LC-MS/MS data for discovery and structural
characterization of siderophores (Figure 6).
To obtain a list of siderophore candidates, Fe can be added to the sample extract before injection
onto the LC-MS system, which facilitates the generation of Fe-ligand complexes and the
recognition of the Fe isotope patterns associated with Fe-bound siderophores (Figure 6-1a).
Independent of isotope patterns, fragmentation spectra can be mined for siderophorecharacteristic substructures by fragment-ion and neutral-loss searches (Figure 6-1b, Section
6.2). Both approaches yield a table with m/z ratios of candidate siderophore Fe complexes and
associated free siderophores. The tables are combined to create a parent-ion-list for a replicate
run with data-dependent LC-MS/MS acquisition.
For the replicate run, no Fe is added to the sample extract, maximizing the signal for the free
siderophore species, which are preferentially selected for structural characterization in
subsequent analytical steps (at the same time, differences in peak abundances between the
extracts with and without added Fe can give further confidence to the assignment of sidero‐
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phores). MS/MS spectra of unbound siderophore candidates are selected to generate an
MS/MS molecular network which provides an overview of structurally distinct groups of
siderophores (Figure 6-2a, Section 6.3). Representative species in the network are selected for
structural characterization by calculation of auto-convolution spectra (Figure 6-2b, Section
6.4). By matching peaks in the auto-convolution spectra to masses in a database of siderophore
peptide monomers, possible siderophore substructures are assigned. Combinations of
peptide-monomers are then used as a signature to find possible related known structures in
the database, aiding in the reconstruction of the original MS/MS spectrum (Figure 6-2c).
Iterations with structurally related compounds in the MS/MS network can refine the structure
suggestions and be used to efficiently evaluate structures of derivatives. Depending on the

Figure 6. Schematic workflow for discovery (6–1) and structural characterization (6–2) of siderophores by high-resolu‐
tion LC-MS/MS. Two complementary approaches may be used for siderophore discovery: mining for characteristic
iron-isotopic patterns of iron siderophore complexes as well as for peaks corresponding to unbound siderophore spe‐
cies (6–1a), and searches for fragment-ions or neutral-losses associated with characteristic siderophore substructures
(6–1b). To characterize siderophore structures, MS/MS similarity networks (6–2a) can be used to identify groups of
structurally distinct siderophores. MS/MS auto-convolution in combination with a siderophore database may reveal
sub-structures and ‘siderophore class’ (6–2b) to aid in the reconstruction of the original MS/MS spectrum (6–2c). The
analysis results may then inform iterations with structurally related siderophores in the MS/MS network.
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analysis outcomes, the putative structures can be confirmed with authentic standards or by
isolation of the compound for characterization by orthogonal means (e.g., by nuclear magnetic
resonance spectroscopy, etc.).
6.1.2. Experimental methods and data pre-processing
The samples for this study include the siderophore standards desferrioxamine B (DFOB,
Aldrich), enterobactin (EMC Biochemicals), amphibactins (kindly provided by A. Butler, UC
Santa Barbara), and extracts of iron-limited Azotobacter vinelandii culture supernatants. A.
vinelandii culture conditions and sample preparation were described previously [27].
LC-MS analyses were performed on a high-performance liquid chromatography (HPLC)-MS
platform, using a C18 column coupled to an LTQ-Orbitrap XL hybrid mass spectrometer
(ThermoFisher). Samples were separated under a gradient of solutions A and B (solution A
consisted of water, 0.1% FA, and 0.1% acetic acid; solution B consisted of acetonitrile, 0.1% FA,
and 0.1% acetic acid; gradient, 0 to 100% B; flow rate, 50 µl/min). Full-scan mass spectra were
acquired in positive-ion mode with a resolving power (R) of 60,000 (m/z = 400). MS/MS spectra
were simultaneously acquired using collision-induced dissociation (CID; 35 V collision
voltage) in the Orbitrap, a parent ion intensity threshold of 10,000, and targeting the three most
abundant species in the full-scan spectrum or targeting selectively only predefined species on
a parent ion list.
LC-MS/MS raw data are converted to mzXML, centroided, and imported into MATLAB as
described in Section 2. Spectra in which the maximum-to-median intensity ratio is below 3 are
removed. Spectra are de-isotoped with an m/z tolerance for 13C isotopes of Δm/z = 0.0035, and
only the top five most intense peaks in a 50 Da window are retained. The user-defined m/z
tolerance for neutral-loss and parent-ion searches is set to Δm/z = 0.0050. For the generation of
MS/MS molecular networks and auto-convolution spectra, consensus spectra are calculated
using an m/z bin width of 0.01 Da (Δm/z = 0.0050). A siderophore database with >300 known
siderophore structures was assembled in ChemBioFinderTM to determine siderophorecharacteristic substructures, and to aid in the structural characterization of known and new
siderophores.
6.2. Fragment-ion and neutral-loss searches
Utilizing a database with >300 known siderophore structures, the most frequently occurring
iron binding substructures in siderophores are identified (Table 1, Figure 7). The specificity
of these structures for siderophore discovery by fragment-ion or neutral-loss searches is
evaluated by searching the NORINE database of nonribosomal peptides (NRPs) with >1,100
NRP structures (http://bioinfo.lifl.fr/norine/). With the exception of N-hydroxyornithine and
N-cyclo-hydroxyornithine, the peptide monomers have unique masses in NORINE (±0.005 Da,
Table 1). In addition, the iron binding substructures are not observed in non-siderophore
structures in the database, with the exception of two putative NRPS products that are predicted
to include compounds 10 and 11. Corresponding neutral-loss searches in the METLIN library
with >70,000 small molecule CID MS/MS spectra reveal 39–232 false positive neutral-loss hits
(i.e., matching neutral-loss mass within ±0.005 Da despite siderophore-unrelated structures),
representing less than 1% of the MS/MS spectra in the database.
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#

Monomer
name

Monoisotope Neutral
mass
loss mass

Unrelated
isobaric
structures
in NORINE(*)

Occurrence
in non-siderophore
structures
in NORINE (**)

False-positive
neutral-loss
hits
in METLIN (***)

1

N-acetylhydroxyornithine (AcOH-Orn)

190.0954

172.0848

0

0

122

2

N-formylhydroxyornithine (FoOH-Orn)

176.0797

158.0691

0

0

107

3

N-hydroxyornithine
(OH-Orn)

148.0848

130.0742, 148.0848

2

0

93, 159

4

N-hydroxycyclo-ornithine
(OH-cOrn)

130.0742

130.0742

2

0

93

5

N-hydroxylysine (OH-Lys)

162.1004

144.0898, 162.1004

0

not in NORINE

114, 232

6

5-Amino-N118.1106
hydroxypentan1-amine (5AHA)

118.1106

0

Not in NORINE

93

7

4-Amino-N104.095
hydroxybutan1-amine (4AHA)

104.095

0

Not in NORINE

48

8

3-Amino-N90.0793
hydroxypropan1-amine (3AHA)

90.0793

0

Not in NORINE

69

9

Citric acid (Cit)

192.0270

174.0164

0

Not in NORINE

44

10

Hydroxyaspartic acid
(OH-Asp)

149.0324

131.0218

0

45

11

2,3-Dihydroxybenzoic acid
(di-OH-Bz)

154.0266

136.0160

0

39

12

Pyoverdine
chromophore
(ChrP)

277.1063

259.0957

0

52

(*) NORINE database with >1,100 nonribosomal peptides (NRPs): http://bioinfo.lifl.fr/norine/.
(**) putative NRPS products.
(***) METLIN MS/MS database with >70,000 high-resolution MS/MS spectra: https://metlin.scripps.edu.
Table 1 Common iron-binding peptide monomers in known siderophores. Corresponding neutral-loss and fragmention searches can be used to mine LC-MS/MS datasets for siderophores. The mass for fragment ion searches can be
obtained by adding a proton to the given neutral loss masses (+1.00783). Database searches in NORINE and METLIN
were performed using a mass tolerance of ±0.005 Da. Corresponding compound structures are shown in Figure 7.
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Application of neutral-loss and fragment-ion searches with the standards DFOB (containing
5AHA, compound 6), enterobactin (containing di-OH-Bz, compound 11), and amphibactin
(containing Ac-OH-Orn, compound 1) readily reveal the parent ion m/z values of the standards.
Application with a supernatant sample from the bacterium A. vinelandii yield a large number
of siderophores related to its known catechol siderophores aminochelin, azotochelin, and
protochelin as well as vibrioferrin, in agreement with previously reported results that were
based on Fe stable isotope pattern screening of LC-MS data [27]. However, the A. vinelandii
extract also contains a number of neutral-losses corresponding to siderophore substructures
in Table 1, which upon further structural characterization are identified as false positives,
originating from noise in the spectra. This further demonstrates that neutral-loss or fragmention searches alone are not sufficient for identification of siderophores. Nevertheless, they can
provide a shortlist of candidate siderophore m/z values for structural characterization. If
siderophore structures in a sample are known or expected (e.g., from genomic analyses),
structure-specific fragments or neutral-losses can also be used to find related analogues. For
example, the amphiphilic amphibactin siderophores yield fragmentation spectra with a
common headgroup fragment: m/z = 450.219 [33]. This m/z may be used to screen suspect
samples for the presence of amphibactin-related siderophore species.

Figure 7. Common iron-binding substructures in siderophores, including hydroxamic acids (1, 5, 6), α-hydroxycarbox‐
ylic acids (9, 10), and catechols and related structures (11, 12).

6.3. Siderophore MS/MS similarity networks
Bacteria are known to often produce suits of structurally closely related siderophores [17]. MS/
MS similarity networks can give an overview of which precursors in a list of candidate
siderophores are structurally independent, potentially originating from separate siderophore
gene clusters, and which are likely to be structural analogues. An MS/MS similarity network
for A. vinelandii distinguishes the three main independent siderophore structures that this
bacterium produces: dihydroxybenzoic acid containing siderophores, vibrioferrin-type citrate
containing siderophores, and azotobactin related siderophores as reported previously [27]
(Figure 8). The MS/MS network facilitates efficient structural assignments and structural
refinement (see below).
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Figure 8. Siderophore MS/MS molecular network from the supernatant of A. vinelandii cultures, modified from [27].
Each node represents an individual siderophore and a corresponding consensus MS/MS spectrum; edge thicknesses
represent the cosine similarity. An edge weighted-force directed layout in Cytoscape was used to cluster closely relat‐
ed nodes.

6.4. Application of MS/MS auto-convolution to siderophore analysis
The success of de novo structural analysis of nonribosomal peptides (NRPs) using spectral
auto-convolution depends on the identification of most or all amino acids involved in the
structure, thus requiring a database that contains all involved peptide monomers as well as a
good coverage of fragments in the MS/MS [19, 34]. To use auto-convolution for siderophore
analysis, a database with >300 siderophore structures was compiled along with a database of
the peptide-monomers occurring in these structures (160 different structures with 51 different
Fe binding monomers), most of which are not present in the NORINE database of nonriboso‐
mal peptides (http://bioinfo.lifl.fr/norine/). Auto-convolution spectra were previously applied
to cyclic NRPs (see Section 5.3), in which an MS/MS experiment leads to ring opening, and
MS3 creates additional fragmentation [19]. Because ring opening may occur at any peptide
bond, the theoretical MS3 spectra are a superposition of spectra derived from all possible linear
peptides (circular permutations).
A modified auto-convolution approach is used here for analysis of peptidic siderophores and
applied to siderophore structures that can also be linear, branched, or partly cyclic. Before
auto-convolution, the algorithm adds the parent ion as a peak to the MS/MS spectrum and its
intensity is set equal to the most intense peak in the spectrum. This ensures that the all
precursor neutral loss m/z values occur in the auto-convolution spectrum, even if the precursor
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ion is not present as a peak in the MS/MS spectrum. In addition to the auto-convolution
spectrum, the algorithm calculates the sum of the relative intensities of all fragment-ions
associated with each m/z in the auto-convolution spectrum. The m/z values in the autoconvolution spectrum are then matched to masses in the siderophore database, taking into
account possible neutral-losses of one or two H2O or NH3. Finally, neutral-charge masses of
fragment-ions in the original MS/MS spectrum are calculated and also matched to the database
of siderophore peptide monomers.
The relevance of database hits is judged by the multiplicity in the auto-convolution spectrum
and the corresponding relative intensities of the MS/MS peaks involved. Illustrative results
from the analysis of the siderophore amphibactin B are shown in Figure 9. The auto-convolu‐
tion peaks with the highest multiplicity and highest relative intensities reveal all structural
features of the molecule: the iron binding N-acetyl-hydroxyornithines, a serine, and the fatty
acid tail. Combinations of monomers are then used as a fingerprint to search for possible
related structures in the siderophore database. Four families of siderophores in the database
contain the three possible substructures: amphibactins, aquachelins, marinobactins, and
loihichelins. With this information, the amphibactin can be readily identified by reconstruction
of the original MS/MS spectrum. A number of m/z differences shown in Figure 9 have database
matches with low multiplicity and relative intensity and do not relate to peptide monomers
in the structure. One cause of false identifications of monomers can be spectral noise and
contaminant peaks. To eliminate noise in the auto-convolution spectra, the analysis can be
repeated with other related compounds in the siderophore MS/MS network and only those
monomers prominent in a majority of spectra may be considered for structure proposals.
The approach was also successfully applied to the other siderophore standards used in this
study: DFOB showed the iron-binding monomer 5AHA (Table 1) together with the succinic
acid linker among the three substructures with the highest intensity and multiplicity. One
potential peptide monomer (N1,N1-dimethyl-N5-acetyl-N5-hydroxy-ornithine, m = 200.1161)
was a false match as it has the same sum formula as the sum of 5AHA (m = 118.1106) and
succinic acid (m = 82.0055 for succinic acid-2H2O). Searching the siderophore database for these
monomers revealed ferrioxamines as most likely related structure. The cyclic enterobactin
showed a prominent fragment with a mass corresponding to the iron binding dihydroxyben‐
zoic acid groups in the structure as well as high multiplicity and intensity for the serines in the
structure. The A. vinelandii supernatant contains three groups of structurally unrelated
siderophores (Figure 8). Vibrioferrins were associated with a strong auto-convolution peak
for the iron-binding citric acid monomer in the molecule among a number of unrelated peptide
monomers that were also matched. Protochelin, azotochelin, and related structures produced
by A. vinelandii showed the characteristic dihydroxybenzoic acid together with the lysine or
putrescine linkers contained in the structures. In contrast, azotobactin-related compounds in
the supernatant did not show a clear siderophore signature, due to poor peptide fragmentation
around the iron binding groups in the molecule.
When analyzing an unknown siderophore, the described auto-convolution approach can give
confidence in the siderophore assignment: siderophores often contain three characteristic iron
chelating peptide monomers for hexadentate iron coordination, which cause high multiplici‐
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ties and relative intensities. A combination of peptide monomers in the structure can be used
as a fingerprint to search the siderophore database for possible related structures, giving
insight into the possible ‘siderophore class’ and aiding in the reconstruction of the original MS/
MS spectrum to make a structure suggestion.

Figure 9. (A) MS/MS spectrum of the siderophore amphibactin B. (B) Results after application of a modified auto-con‐
volution approach. Only auto-convolution m/z values are shown in the table that correspond to masses in a sidero‐
phore peptide monomer database. The m/z values with highest multiplicity and relative intensity reveal the structural
features of this siderophore: the iron-binding N-acetyl-hydroxyornithines (orange), a serine (green), and a fatty acid
tail (blue). A number of m/z values have database matches with low multiplicity and relative intensity and do not re‐
late to peptide monomers in the structure (white).

7. Conclusions
The basic tools and considerations introduced in this chapter provide insight into the system‐
atic analysis of LC-MS/MS fragmentation data for the structural characterization of small
molecules and demonstrate how this can be performed within MATLAB. Since many re‐
searchers are familiar with MATLAB, this environment provides a low-barrier entry point and
facilitates the creation of new strategies and tools to exploit the full power of modern highresolution LC-MS/MS for structural interrogation. MATLAB facilitates data handling, manip‐
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ulation, and the implementation of graphical user interfaces to serve as a platform for the
visualization, pre-processing, and analysis of LC-MS/MS data.
The discussed methods were applied in a new workflow for the discovery and structural
characterization of siderophores by high-resolution LC-MS/MS. Using a database with
siderophore structures, characteristic neutral-loss and fragment-ion masses were identified to
mine LC-MS/MS data for potential siderophores. MS/MS siderophore networks in combina‐
tion with a modified MS/MS auto-convolution approach revealed siderophore peptide
monomers and corresponding siderophore families. This information was key tostructure
assignments by reconstruction of the original MS/MS spectrum. The tools and approaches
outlined here may also be adapted to explorations of other classes of complex small molecules.
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