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Abstract
Chemical measurement processes (CMPs) must be performed in a setup of controlled statistical conditions. Thus, validation of such a measurement process and assessment of its
ability to accurately measure the analyte is important. Analytical calibration is the most
crucial step in any analytical procedure targeting the estimation of analyte concentration. As a key component of any validation procedure, calibration must be properly conducted. To achieve that, firm knowledge with the realms of the calibration process must
exist. Several jurisdictions help to build up this acquaintance, including the terminology
and definitions, the international guidelines and how they differ, schemes and manuals
to be used to build a calibration model, metrological considerations, and assessment procedures. Careful thinking prior to any of the previous calibration aspects is necessary and
helps to improve the product of the calibration process. Throughout this chapter, aspects
of the calibration assembly will be thoroughly discussed. Different types of calibration
will be revealed with a focus on analytical calibration for a CMP. Steps for a successful
calibration will be described. The reader will be able to use information given throughout
this chapter as a guide for an effective calibration process.
Keywords: analytical calibration, terminology, regulatory agencies, multi-, one- and
two-standard calibrations, calibration methodologies

1. Introduction
Millions of analytical investigations are instigated every day. Despite the massive progress
and advancements implemented to the developed techniques and instrumentations, calibration stays as the most critical stage in every analytical practice leading to the estimation of the
target analyte.
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An analytical measurement process is a setup with a demarcated configuration that has been
carried to be statistically controlled under the designated experimental conditions. To substantiate the efficacy of analytical processes and subsequently the applicability in routine
analysis, the ability of such a method to “quantify” must be assessed. Thus, and to fetch such
a status of statistical management, key elements including validation, and hence its metrological frontier, calibration, must be clearly comprehended [1].
In the latest definition released by the Joint Committee for Guides in Metrology (JCGM) in
their 3rd edition of the “International Vocabulary of Metrology, VIM”, calibration is: “operation that, under specified conditions, in a first step, establishes a relation between the quantity
values with measurement uncertainties provided by measurement standards and corresponding indications with associated measurement uncertainties and, in a second step, uses
this information to establish a relation for obtaining a measurement result from an indication” [2, 3]. Validation, in the same edition, was defined as “verification, where the specified
requirements are adequate for an intended use.”
Though validation as an idiom is already well-known, the protocols of its application are not
clear for many of the analytical chemists. No need to say that validation of an already developed analytical process must be performed following a clearly written protocol and through
a series of laboratory experiments. Moreover, different regulatory bodies (e.g., IUPAC,
ICHQ2R1) do have different nomenclature for such a term (as well as its components) and
hence dissimilar manuals, an issue that in turn leads to different performance and approval
criterions [4, 5].
As a component of the validation process, calibration is also a subject of controversy in terms
of vocabularies, the perception of the calibration procedure starting with method development to fitting of results obtained, implementation of the appropriate linearity testing, and
hence the assessment of goodness-of-fit and deviation from linearity.
It is very important to recognize that though the existence of intrinsic discrepancies between
chemical (CMPs) and physical (PMPs) measurement processes in terms of uncertainty associated with the results and the availability of reference materials; both are still treated with the
same metrological approach. Yet, an imperative difference between both processes must be
carefully considered which is calibration [6–8].
The purpose of this treatise is to shed light on the “appropriate” definition of calibration as a
process that encompasses metrological/statistical as well as procedural evaluation of the analytical measurement. The different types of calibration will be revealed. Analytical calibration,
across the different guidelines and with respect to definitions and terminologies, schemes,
metrologies, and methodologies will be discussed.
Though in some sections of this piece complicated terminologies would be used, a reader of
this chapter, even if not from the scientific community, would be able to understand information given with the help of definitions revealed in almost every section.
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2. Calibration in analytical sciences: fundamentals
Several definitions exist in literature for calibration. In addition to the previously mentioned
definition given by the VIM [2, 3], IUPAC definition of calibration can be viewed as a “general” description where it is given as “an operation that relates an output quantity to an input
quantity” [9]. Unfortunately, these definitions instead of giving a clear-cut understanding of
the term and the corresponding process have created a kind of confusion where it is common
to find the wrong term being given to the wrong process or similar names given to different
types of processes, etc.
However, it is noteworthy to mention that the additional “notes” given by the JCGM [3] on
the definition of calibration would clarify this misunderstanding where: “A calibration may
be expressed by a statement, calibration function, calibration diagram, calibration curve, or
calibration table. In some cases, it may consist of an additive or multiplicative correction of
the indication with associated measurement uncertainty” and “Calibration should not be confused with adjustment of a measuring system, often mistakenly called ‘self-calibration’, nor
with verification of calibration.” Furthermore, and according to JCGM, “Often, the first step
alone in the above definition is perceived as being calibration.”
Yet, and as per these definitions, it is important to distinguish between the different types of
calibration and whether it is designed for a qualitative or a quantitative purpose. As a relation between an input quantity and another output quantity, quantitative calibration can be
performed directly (where the measurement and the reference values are being compared

Figure 1. Schematic representation of the different approaches for calibration.
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employing the same units) or indirectly (where the measured response is being decoded into
the corresponding quantity to be determined, i.e., analytical calibration). Both direct and indirect
calibrations can target the equipment as well as the process itself [10]. More details on these
subdivisions will be given under the relevant section.
Calibration then can be tackled using different standpoints depending on its implication.
In other words, is the calibration targeting the system of measurement and its quality so
it is metrological calibration or it is an analytical calibration that merely describes the relation
between the analyte and the corresponding response? Distinction of direct from indirect calibration and then process and instrument can be performed using the metrological maneuver.
Another approach to see the calibration process would be in terms of methodologies and
schemes followed to achieve such a status. Figure 1 shows a schematic representation of the
calibration process with the different approaches commonly found in literature. The following subsections will be dealing mainly with analytical calibration of a chemical measurement
processes in terms of steps and guidelines, schemes, manuals and methodologies, and metrological
considerations.

3. Analytical calibration
3.1. Steps and guidelines
As previously mentioned, the term analytical calibration is used when the calibration process
cannot be performed directly. In general, the objective of doing calibration is to establish an
experiential liaison between the instrument response signal “y-variable” and the reaction factors “x-variable.” The purpose of establishing such a liaison is to be able to assess the influence
of these variables on the response and hence quantify the analyte.
Surveying the literature shows that different validation strategies proposed by the different
regulatory institutions usually involve quite different guidelines for analytical calibration. In
addition to the differences in terminologies used to define analytical calibration and hence
associated terms, other major differences can be found as follows.
3.1.1. Proposing a strategy for a calibration study
Planning is the preliminary step in conducting the calibration study. The conventional scheme
for performing calibration is to prepare a set of standards (plus a blank) followed by quantifying the response signal for such a set [11–13]. Common several “How” questions usually
evolve as the analyst is getting ready to conduct this study:
• How many standards will be used?
• How the target of calibration will affect the composition of calibration standards?
• How the selected number of standards will be patterned and disseminated on the studied
concentration range?
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• How to select the concentrations that will be measured?
• How the measurement procedure would be like?
• How many times the analysis should be repeated (replications)?
• How the calibration mode will be set? (details will be discussed later)
The elements of calibration hierarchy according to JCGM [3] are one or more measurement standards and measuring systems operated according to the measurement procedure. Typically, a minimum of 5–6 calibration standards is used for this purpose. Yet, the number of standards used
might vary according to the performed analytical process as well as the guidelines proposed
by the supervisory body followed. The calibration standard might be matrix-free if the purpose is to calibrate solvents, for example, or matrix-matched (MMC) if it is expected that the
presence of matrix would affect the response signal and hence the calibration outcomes. In
this case, a blank sample (analyte free) should be used.
Careful distribution of the selected concentration levels over the working range is necessary
for appropriate calibration. In this concern, discrimination between narrow and wide calibration ranges is essential. Attention should be paid for the case where a wide concentration range is calibrated where keeping the selected levels at very wide distances, a common
approach in literature, might deteriorate the detecting system of the instrument, an issue that
produces erroneous readings. The best approach is to keep the data points consistently dispersed across the selected range. Moreover, selected concentrations should be independently
prepared (no serial dilutions) to avoid augmentation of error.
Selection of the concentration range to be covered should be based on the expected content
of the real samples taking in consideration the matrix and the intended application of the
proposed procedure [14]. According to ICH guidelines, for example, if the calibration is performed on an active ingredient or a final product, the range is usually 80–120% of the analyte concentration [4]. In case of using MMC, the blank sample (zero concentration, solvent)
should be considered.
The appropriate protocol for a measurement will be the one that simulates the actual circumstances. In this itinerary, it is recommended that calibration samples are to be unevenly analyzed instead of being measured in an increasing concentration sequence. Moreover, insertion
of calibration standards randomly in between the unknown samples within the measurement
stream is commended.
Every experiment is associated with an error! Diminishing the random error (measurement
uncertainty) and hence improving the precision is usually one of the goals when analytical
calibration is performed. Replicate analysis is usually the approach. The number of recommended replicates differs according to the implemented guideline. While EMA, FDA, and
AOAC indorse five replicates, ICH recommends three replicates or six replicates at a single concentration level compared by replication for 2–3 times at 6–10 concentrations evenly
spaced across the linear range by Eurachem [4, 5, 14–17]. However, and due to economic
considerations, triplicate analysis is the common approach.
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Some guidelines impose more regulations than those previously mentioned. For example, FDA for bioanalytical method validation [18] necessitates that at least four concentrations (lower limit of quantification LLOQ, low, medium, and high) measured in six runs in
duplicate/run.
3.1.2. Assembling and modeling of experimental data
Following the fulfillment of the previous checklist of “How questions,” the subsequent movement will be to corroborate the liaison between the measured concentration and the equipment response. This liaison is usually established via regression analysis and hence calibration
graphs (commonly described as curves). According to JCGM [3], calibration curve is “expression
of the relation between indication and corresponding measured quantity value”, and “a calibration curve expresses a one-to-one relation that does not supply a measurement result as it
bears no information about the measurement uncertainty.”
3.1.2.1. Construction of calibration curve
The calibration curve is generally constructed by plotting the response values (y-axis, dependent variable) against the known standard concentration values (on x-axis, independent variable, predictor) either manually or by operating popular software like Excel®, for example.
Performing regression analysis and drawing a regression line require a cautious decision on
a bundle of three main components: model, mode, and fitting technique.
Typically, the number of predictors and so the type of response variable differ between
various measurements. Accordingly, the regression pattern would be different. A common
regression model is the linear regression where a best-fit straight line is drawn between x and y
variables. Other types of regressions include logistic, polynomial, stepwise (forward selection and
backward removal), and ridge regression.
In the simple linear regression, one independent variable is involved compared to more than
one in case of multiple linear regression. The best-fit line is usually obtained employing the
method of least squares (the most popular technique). This regression line is usually presented by the equation: y = ax + b, where a and b are the slope and the intercept, respectively.
In this method, the line is calculated by minimizing the sum of squares of the residuals for
each data point.
Regression analysis based on principle component analysis (PCA) is known as principle component regression (PCR), in which the response is regressed against a set of variables and using
the PCA to find the regression coefficients. Other regression methods such as partial leastsquares (PLS) establish a linear regression model by protruding x and y variables to a new
space. This technique is mainly used when the number of data points is less than the number
of variables [19, 20].
The last step after deciding upon the method and the model used is the selection of fitting
technique. Adopting the case of a linear regression model being generated using the method
of least squares, two approaches are commonly followed to find the best-fit line: ordinary
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(linear) least squares (OLS) and weighted least squares (WLS) [21, 22]. As the name implies, OLS
is the least-squares regression approach used when errors have a constant variance across the
working range, homoscedasticity. That is of course in addition to the general assumptions of
the OLS; errors are not correlated, conditional mean of errors is zero, and regressors are not
linearly dependent (no multicollinearity). In contrary, WLS should be only used when variances are different, heteroscedasticity, and the working range is wide.
As an example of how to construct a calibration graph, spectrophotometric determination of
tioconazole (antifungal, electron donor) using chloranilic acid (electron acceptor) via charge
transfer reaction, and other calculated parameters needed to establish the regression relationship between [drug] and absorbance are shown in Table 1. Equations used to calculate essential regression parameters, r (correlation coefficient) and hence the coefficient of determination (R2),
slope (a) and intercept (b), are shown in Figure 2, which is the calibration graph plotted from
data shown in Table 1.
3.1.2.2. Assessment of performance: model metrics
Evaluation of a linear relationship between concentration and response is usually performed
by assessing the regression statistics, calibration graphs, and residual plots of the proposed
model. Inspection of linearity is usually made visually by observing the calibration plot. Again,
different guidelines do use different terminologies to describe the linearity and range, FDA
for example uses the term calibration (standard) curve, compared to ICH guidelines which
clearly defines linearity and Eurachem which uses the term working range [4, 14, 16, 18].
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Table 1. Parameters needed for the calibration graph (Figure 1).
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Figure 2. Calibration graph plotted from data presented in Table 1.

Figure 3 shows three commonly used terms to describe the range: analytical (dynamic range),
working (calibration) range, and linear range.
The analytical or the dynamic range is the range in which the equipment is showing a response
to the tested concentration, and this response is changing as the concentration varies. This
relationship might be linear or nonlinear. The calibration range, in which the liaison between
response and analyte concentration has an adequate uncertainty, usually starts with the limit

Figure 3. A demonstration of different ranges: analytical, working, and linear ranges.
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of quantitation (LOQ) and ends where there is an obvious deviation from linearity. Working
range is usually wider compared to the linear range. Thus, the latter can be defined as the
range where there is a direct proportionality between concentration and response [14, 23, 24].
Though not being a component of the validation process, sensitivity is mentioned in variety
of guidelines with the purpose of method evaluation. As a parameter, sensitivity can be easily
estimated from the linear calibration graph as the function gradient. As per FDA guidelines
[16], sensitivity is defined as “the lowest analyte concentration that can be measured with
acceptable accuracy and precision (i.e., LLOQ).” In this itinerary, parameters such as limit of
detection (LoD) and limit of quantitation (LoQ) need to be distinguished [23].
Once the status of “linearity” is established, statistical analysis is needed. Model metrics
such as the correlation coefficient, slope of the regression line, and the intercept should be
included (Figure 2). A comparison between the linearity assessment practices as per the different guidelines will be revealed in the following subsections. Table 2 shows a comparison

Assessment approach Recommended by

Pros

Cons

Ref.

Graphical inspection
Residuals plot

IUPAC, NATA,
INAB

Helpful together with
the visual inspection in
detecting linearity

Not a powerful tool in
confirming linearity and needs
a former experience with the
different residual patterns

[14,
25–27]

Visual inspection
(nongraphical)

–

Easy and useful in clearcut situations

Subjective and cannot be used
alone to indicate linearity

[16, 18]

Analysis of variance
(ANOVA)

IUPAC

Fcalculated value can be easily
calculated

Not decisive

[9]

Lack-of-Fit (LOF)

IUPAC, INAB

Easy to be implemented
in many software
spreadsheets

Greatly dependent on the
method precision, and usually
several replicates are needed

[25, 27]

Mandel’s fitting test

IUPAC

Easy to calculate and
is mainly used when
variances of two
calibration functions are
similar

Needs more samples compared
to regular fitting tests and needs
an estimation of the nonlinear
model

[9]

Coefficients of
correlation (r) and
determination (R2)

ICH, Eurachem,
IUPAC, INAB,
NATA

Widely used and
Sometimes deceptive and is
implemented in almost all monotonously getting higher
software
as the number of variables
increases

Residual standard
deviation (RESSD)

NATA

Easy to understand and
calculate

Statistical analysis

Numerical evaluation

Table 2. A comparison between different linearity assessment approaches.

Depends on the measurement
tool and different from one
equipment to another

[4, 14,
25–27]

[26]
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between the nongraphical, graphical, statistical, and numerical evaluation approaches for linearity evaluation. Contrast is shown in terms of the pros and cons of each approach as well as
the recommending guideline(s).
i. Graphical inspection: this approach is recommended by most of validation guidelines. The
preliminary step is to construct a plot between concentration and response on the x and
y axes, respectively. The second step involves examining the plot visually. Majority of
guidelines support using the plot of residuals as a tool to inspect linearity. Residuals can
be defined as the difference between an observed value for a dependent measurement
(y) and the estimated value of this measurement. As an approach, plot of residuals is a
plot where calculated residuals are shown on the y-axis and the independent variable is
shown on the x-axis. Linearity is confirmed when points are randomly scattered around
the horizontal x-axis. Some data are not suitable candidates for plotting residuals; e.g.,
heteroscedastic data and outliers [14, 25–28].
ii. Nongraphical approach: visual inspection of data without plotting the graph or using statistical tools cannot be used as a linearity assessment tool by itself [16–18].
iii. Statistical assessment: statistical evaluation of data is a vital tool to confirm linearity when
visual and residual plots cannot confirm a status of linearity. Generally, tests of significance are the methods used to infer whether stated claims about a sample of data extracted from a certain population are in favor or against the stipulated evidence. In other
words, the significance tests are testing whether the null hypothesis (H0) is being verified or
not. Examples for significance tests include the student t-test and the F-test. Significance
tests reported in literature to test linearity can be summarized as follows:
• Analysis of variance (ANOVA): this test depends on calculation of combined variances
(S2) between or within a group of data replicates assembled together in a certain way.
This test is only recommended by IUPAC [9]. As a significance test, Fcalculated is compared
with Ftabulated. The calculated F-values is found using the following formula: Fcalculated =
(Sy/x/Sy)2, Sy/x is the standard error for residuals and Sy is the pure error.
• Lack-of-fit (LOF) test: this test is a part of IUPAC validation guidelines [25, 27]. The calculated F-value is a ratio of mean sum of squares of random error (MSSerror) as a measure for
divergence of points from the regression line being caused by the haphazard distribution of the points following replicate measurements to the mean sum of squares due to
the lack-of-fit (MSSLOF) as a measure for deviation of points caused by incongruity of the
calibration paradigm. A comparison between the calculated and the tabulated value is
then performed. Another approach to perform LOF test is to find the probability, p-value. Having a p-value higher than 0.05 means that the lack of fit is not significant [29, 30].
• Mandel’s fitting test: this test is used to compare between two models (one is linear and
the other is nonlinear) in terms of linearity when the variances are similar. The first step
is to calculate the residual standard deviation for both models [9]. Again, if Fcalculated is
greater than Ftabulated, the linear model cannot be accepted.
iv. Numerical assessment: numerical fitting parameters are used as a measure of goodness-offit (GOF) in regression analysis. The following parameters are commonly used:
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• Correlation coefficient (r) and coefficient of determination (R2): these two parameters are
commonly used to express the GOF of a model. In general, R2 is now more applicable
compared to r, where the former measures the proportion of variance of the dependent
variable being diminished by prediction of the independent variable, while the latter is
just a measure for the correlation between the two variables. In general, a value of r/R2
close to 1 is an indication for linearity [31].
• Residual standard deviation (RESSD): the smaller the value of RESSD, the better the obtained fit. RESSD measures the digression of data away from a fitted regression line.
3.2. Schemes
As previously mentioned under steps and guidelines for a successful calibration, the first step
is to decide on how many standards will be used for calibration? Usually, the most common
approach is the use of more than one standard “multi-standard calibration.” It is noteworthy
to mention that the term standard can be described as “realization of the definition of a given
quantity, with stated quantity value and associated measurement uncertainty, used as a reference” and in NOTE 1A “realization of the definition of a given quantity can be provided by
a measuring system, a material measure, or a reference material” and in NOTE 9 “The term
‘measurement standard’ is sometimes used to denote other metrological tools, e.g., ‘software
measurement standard’” [3]. Another term is usually used then to describe the measurement
standard, which is reference materials (RM).
As per JCGM [3], RM is “material, sufficiently homogeneous and stable with reference to
specified properties, which has been established to be fit for its intended use in measurement
or in examination of nominal properties.” The composition of RM would vary depending on
the application. For example, substance RM has an individual pure component in solvent of
use, compared to matrix RM, which consists of analytes prepared in a matched matrix. When
RM is “accompanied by documentation issued by an authoritative body and providing one
or more specified property values with associated uncertainties and traceabilities, using valid
procedures”, it will be known as certified RM, CRM [3].
Several schemes are usually available to perform calibration depending on the number of
used standards.
3.2.1. Multi-standard calibration
This is the most popular approach for calibration where a minimum of three standards is usually used. Different guidelines do have different specifications in this concern and in terms of
replicates and the measurement levels (please see Section 3.1.1).
3.2.2. Two-standard calibration
This approach is usually used for investigations performed at a narrow concentration range
and after the linearity of the employed function has been confirmed, probably as a continued
calibration. It can be also used when the applied procedure has a background. As a condition,
the analyte concentration needs to be within the range covered by the two standards.
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The real [analyte] can be calculated using the formula: [anal] = [std1 or 2] + k (yunknown – ystd 1or2),
where the brackets express concentrations, k is the reciprocal of slope (sensitivity), and y is
the response for the unknown and the standard, respectively [11, 12, 32]. Examples for this
calibration are the pH meter and temperature sensor calibrations. A special scheme of a twopoint calibration is known as bracketing calibration. In this approach, the [anal] is bracketed
between the two standards assuming that a linear arithmetical interpolation can be proposed
based on the knowledge of [std1 and 2]. The uncertainty associated with this approach is thus
small if compared to the overall uncertainty [33, 34].
3.2.3. Single-standard calibration
As a direct calibration technique, this approach is applicable only when the calibration function linearity is established (especially in the region covering the [anal] and between the
selected [std] and the origin) and if the graph intercept is zero [11, 12]. In this case, [anal] can
be calculated using the calibration factor CF (which is the ratio between [std] and the average
analytical response for the standard), where the unknown [anal] = CF*yunknown. This simple
calibration is generally used to test the drift from the response.
Multi-standard application then seems to be the most feasible and accurate scheme for calibration. However, this is not the case when, for example, the detector response varies with the
time. In this case, the one-standard calibration is advantageous assuming that the unknown
signal is within ±10–50% of the standard signal depending on whether the maximum analyte concentration limit has been surpassed or not [11, 12]. Depending on the analyte, availability of the standard, nature of the process, presence of concomitant analytes/interferences,
and matrix effect, the procedure of calibration significantly varies and any of the previously
reported schemes can be chosen.
3.3. Methodologies and manuals
While external and internal calibrations are the major themes, standard addition method (AC)
and matrix-matched calibration (MMC) are also employed when required. Therefore, different methodologies for calibration can be proposed depending on how the RM will be applied
within the course of calibration process. Through this section, emphasis will be basically on
the CMPs, and the common methodologies usually followed to calibrate such a process.
3.3.1. External calibration (EC)
This approach is commonly known as “solvent/ standard calibration.” As the name implies,
EC is performed externally applied, i.e., the known standard solution, which is a substance
RM prepared in the working solvent, is prepared and then analyzed distinctly from target
samples. This approach can be applied using any of the previously mentioned schemes for
calibration. The analysis protocol involves comparing the response for the unknown sample
to the response for the target in the standard solution. One of the drawbacks of this methodology is the postulation that the impact of the difference between the matrices (standard
and sample) can be ignored, an issue that leads to incorporation and propagation of a matrix
systematic error. Nonetheless, this approach can be used when there is a minor or no contribution from the matrix effect and the instrumental drift can be ignored [11].
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3.3.2. Matrix-matched calibration (MMC)
In contrast to the EC, MMC is used when the matrix has an impact on the response to the
analyte. Both matrix RMs or substance RMs (together with an analyte-free matrix) can be
employed for this approach. Attention should be paid that the matrix should be carefully
matched. Again, the presence of analytes other than the target in the matrix could produce a
matrix effect [11, 35].
3.3.3. Standard addition calibration (AC)
In this approach, known amounts of the analyte are added to aliquots of the test solution.
Measurement is then performed by extrapolation of the calibration line to the zero response
(no analyte). This approach can explain only certain types of the matrix effect; however; it
cannot account for the effect of instrumental drift. Before the implementation of this method,
the linearity of the calibration line should be confirmed over the whole concentration range.
Moreover, the added concentration should be at least five times as high as the [anal] but
within the linearity limits.
The actual [anal] is calculated using the equation: [anal] = CF ((yunknown/yspiked – yunknown)), where
yspiked and yunknown are the responses for the spiked and the unknown sample, respectively
[11, 36].
3.3.4. Internal standard calibration (IC)
This approach is used to correct for both matrix effect and the drift over time. This technique
is not the opposite to the previously mentioned EC; however, they can be used together. The
matrix RM or as commonly known, internal standard (IS), which is structurally analogous to
the analyte, is added for both unknown samples as well as the standards. The IS is selected in
such a way that it can be distinguishably measured from the analyte. Moreover, there should
be no interference between the IS and the analyte from one hand, and between the IS and the
matrix of the unknown from the other hand. In addition to saving time and effort, the presence of the IS serves to compensate for sample loss during the preparation process [11]. The
only limitation of this procedure is the availability of the ideal IS that can satisfy the previous
conditions and emulate the matrix effect and the instrumental drift.
3.4. Metrological considerations
The product of the calibration scheme is usually portrayed as a mathematical model after performing the appropriate regression. Assessment of the proposed model depends on estimation of the experimental error which in turn affects linearity. Moreover, an important feature
of the validation process which can be viewed as a direct calibration is the recovery studies.
The concentration in the coming subsections will be on the metrological features of calibration
in terms of error associated with the measurement and the recovery studies.
3.4.1. Uncertainty
As previously mentioned, the product of calibration is an experiential formula that relates the
instrumental response to the analyte concentration. Thus, in other words, the actual value of
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a measurement is equated with the experimental value. As a result, the uncertainty associated with the measurement needs to be determined. Principally talking about the systematic error of a measurement, and according to JCGM [3], it can be defined as “component of
measurement error that in replicate measurements remains constant or varies in a predictable manner.” NOTE 1 “A reference quantity value for a systematic measurement error is a
true quantity value, or a measured quantity value of a measurement standard of negligible
measurement uncertainty, or a conventional quantity value.” As per NOTE 2 “Systematic
measurement error, and its causes, can be known or unknown. A correction can be applied to
compensate for a known systematic measurement error” and NOTE 3 “Systematic measurement error equals measurement error minus random measurement error.”
For a linear calibration function generated from a multi-standard calibration approach using
any of the methodologies of EC or IC, the linear regression line can be described by the equation: y = ax + b. This straight-line equation can be used to find an unknown concentration
assuming that the response for this concentration is known. As the location of the regression line varies with the uncertainties associated with the regression parameters, a and b,
the predicted concentration of the unknown would also be associated to uncertainty [37].
Metrologically, uncertainty of calibration is estimated using the following formula:
______________

√

Sy/x
(x0 − x¯) 2
1
1 __
___
_________
u(x0) = b ∑ n x − x + __
m+n
(
)
¯
i=1
0

(1)

where u(x0) is the uncertainty associated with the unknown measurement, Sy/x is the residual
standard deviation, m is the number of replicates, n is the number of calibration points, x̄ is the
mean of x data points. It is noteworthy to mention that uncertainty associated with a measurement would be also sourced from the random error.
The accuracy and trueness are the terms used by majority of guidelines [1–5, 15–18]. However,
there is a metrological difference between both terms. The term accuracy expresses how close
an individual measurement to the real value of this measurement; however, trueness measures how close the mean of large number of values to the true value [3]. Thus, method trueness is measured as absolute bias or relative bias, which is expressed as % error and % relative
error (%RE), respectively. Random error, however, affects the precision, which is calculated
from the formula of standard deviation and in turn it affects the method accuracy [38]. Thus,
uncertainty is affected by both bias as well as standard deviation.
3.4.2. Recovery
Generally, recovery investigations performed within the course of validation and following
the calibration process can be treated as direct calibration of the proposed methods. Simply,
the recovery is equal to = [found]/[actual]. It is important to declare that recovery outcome
would differ per data point investigated and that the recovery value obtained at a certain
value cannot be extrapolated to find the recovery at another data point.
For a linear function, the relation between recovered and actual analyte can be given as:
[actual] = a [found]+ b, where a and b are the slope and the intercept, or the proportional and
the additive errors, respectively [39].
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4. Conclusion
Thousands of analyses and so validations are being performed every day. Calibration is a fundamental module of any analytical validation procedure. Different regulatory bodies propose
different idioms and hence procedures for putting calibration in effect. Existence of a welldefined terminology for calibration and therefore a harmonized procedure would significantly
improve the outcome of the analytical measurement. Appropriate selection of the calibration
scheme and the subsequent methodology are the key factors for the success of analytical calibration. This chapter has outlined the process of analytical calibration in terms of appropriate designation (and considering the different releases by different documentary agencies),
schemes (multi-, one-, and two-standard calibrations), and the operating manuals. Moreover,
the metrological aspects of the calibration process have been revealed throughout the discussion with a focus on the recovery and uncertainties associated with analytical measurement.
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